Response Factor Report MS08

Method Path : J:\MSO8\METHODS\
Method File : R8100507.M

Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Last Update : Sat Oct 06 12:55:19 2007
Response Via : Initial Calibration

Calibration Files
0.1 =10050725.D 0.5 =10050726.D 1.0 =10050727.D 5.0 =10050728.D
25 =10050729.D 50 =10050730.D° 100 =10050731.D .

Compound 0.1 0.5 1.0 5.0 25 50 100 Avyg $RSD

1) IR Bromochloromethane (I ----—--———===~=~ T8TD e mm e e e
2) T Propene 3.237 2.787 2.560 2.579 2.391 2.270 2.140 2.568 14.25
3) T Dichlorodifluorom 4.701 4.181 3.729 3.612 3.367 3.142 2.967 3.671 16.47
4) T Chloromethane 4.617 4.715 4.438 4.500 4.279 3.896 2.564 4.144 18.00
5) T Freon 114 1.461 1.423 1.243 1.220 1.117 1.097 1.053 1.230 12.98
6) T Vinyl Chloride 3.416 3,467 3.162 3.286 3.043 2.813 2.649 3.118 9.79
7y T 1,3-Butadiene 2.843 2.968 2.746 2.946 2.858 2.650 2.456 2.781 6.50
8) T Bromomethane 1.579 1.455 1.305 1.243 1.152 1.119 1.065 1.274 14.69
9) T Chloroethane 1.360 1.470 1.398 1.415 1.303 1.215 1.132 1.328 8.98
10) T Ethanol 2.669 2.473 2.086 1.894 1.908 1.749 1.526 2.044 19.70
1) T Acetonitrile 4.732 5.031 4.312 4.390 4.781 4.463 3.985 4.528 7.67
12) T Acrolein 1.989 1.747 1.575 1.574 1.611 1.492 1.398 1.627 11.83
13) T Acetone 2.598 2.290 1.942 1.786 1.650 2.053 18.86
14) T Trichlorofluorome 3.307 3.242 2.854 2.811 2.579 2.452 2.410 2.808 12.81
15) T Isopropanol 7.480 7.119 6.373 6.036 6.304 5.439 4.436 6.170 16.52
16) T Acrylonitrile 2.987 4.100 3.667 3.671 3.624 3.409 3.213 3.524 10.24
17y T 1,1-Dichloroethen 1.707 1.688 1.554 1.516 1.377 1.308 1.261 1.487 11.94
18y T tert-Butanol 6.987 6.653 5.832 6.012 5.888 5.553 5.039 5.995 10.90
19y T Methylene Chlorid 1.987 1.738 1.602 1.450 1.379 1.331 1.581 15.77
20) 7T Allyl Chloride 2.413 2.874 2.630 2.780 2.651 2.595 2.541 2.641 5.74
21) T Trichlorotrifluor 1.035 1.283 1.037 1.001 0.923 0.8960.883 1.008 13.57
22y T Carbon Disulfide 9.060 7.295 6.573 5.956 5.632 5.333 6.642 20.73
23y 7T trans-1,2-Dichlor 3.401 3.700 3.283 3.302 3.097 2.924 2.790 3.214 9.52
24) T 1,1-Dichlorcethan 4.176 4.294 3.813 3.595 3.394 3.195 2.999 3.638 13.36
25) T Methyl tert-Butyl 5.142 5.265 4.655 4.658 4.299 4.089 3.904 4.573 11.20
26) T Vinyl Acetate 0.274 0.255 0.259 0.285 0.289 0.288 0.275 5.50
27) T 2~-Butanone 1.136 1.054 1.043 0.991 0.929 0.876 1.005 9.30
28) T cis-1,2-Dichloroe 3.172 3.327 2.980 3.030 2.847 2.696 2.564 2.945 9.01
29) T Diisopropyl Ether 1.428 1.344 1.242 1.265 1.178 1.120 1.055 1.233 10.41
30y T Ethyl Acetate 0.838 0.857 0.812 0.834 0.776 0.720 0.653 0.784 9.43
21y T n-Hexane 4.948 4.930 4.405 4.420 4.125 3.881 3.597 4.329 11.69
32) T Chloroform 2.780 2.761 2,482 2.353 2.198 2.106 2.044 2.389 12.52
33) S 1,2-Dichloroethan 2.341 2.370 2.425 2.414 2.465 2.425 2.394 2.405 1.69
34) T Tetrahydrofuran 1.061 1.096 1.019 1.030 0.970 0.912 0.847 0.991 8.80
25) T Ethyl tert-Butyl 1.737 2.019 1.768 1.785 1.683 1.626 1.565 1.740 8.37
36) T 1,2-Dichloroethan 3.007 3.197 2.789 2.835 2.650 2.504 2.402 2.769 10.03

37) IR 1,4-Difluorobenzene ( —--————-——=-====—= ISTD- - m
38) T 1,1,1-Trichloroet 0.559 0.608 0.526 0.509 0.476 0.464 0.459 0.515 10.62
39) T Isopropyl Acetate 0.288 0.321 0.294 0.298 0.292 0.277 0.262 0.290 6.30
40) T 1-Butanol 0.383 0.300 0.321 0.535 0.519 0.491 0.425 24.36
41) T Benzene 1.579 1.451 1.271 1.257 1.164 1.104 1.054 1.269 14.87
42) T Carbon Tetrachlor 0.468 0.471 0.419 0.419 0.394 0.389 0.392 0.422 8.26
43) T Cyclohexane 0.622 0.515 0.499 0.455 0.435 0.415 0.490 15.27
44) T tert-Amyl Methyl 0.952 0.999 0.885 0.884 0.841 0.818 0.787 0.881 8.47
45) T 1,2-Dichloropropa 0.502 0.523 0.467 0.467 0.433 0.414 0.393 0.457 10.27
46) T Bromodichlorometh 0.461 0.472 0.413 0.431 0.407 0.392 0.390 0.424 7.65
47y T Trichloroethene 0.335 0.309 0.280 0.273 0.256 0.247 0.239 0.277 12.52
48) T 1,4-Dioxane 0.182 0.251 0.238 0.231 0.227 0.216 0.204 0.221 10.36
49) T Isooctane 2.370 2.533 2.234 2.245 2.135 2.013 1.849 2.197 10.27
50) T Methyl Methacryla 0.112 0.110 0.110 0.109 0.107 0.105 0.108 2.28
51) T n-Heptane 0.310 0.362 0.331 0.335 0.308 0.296 0.278 0.317 8.75
52) T cis-1,3-Dichlorop 0.533 0.595 0.522 0.537 0.509 0.485 0.462 0.520 8.16
53y T 4-Methyl-2-pentan 0.491 0.513 0.471 0.486 0.484 0.461 0.424 0.476 5.87
s4) T trans-1,3-Dichlor 0.482 0.521 0.473 0.495 0.473 0.459 0.446 0.478 5.10
55) T 1,1,2-Trichloroet 0.369 0.304 0.308 0.284 0.279 0.270 0.302 11.80

56) I Chlorobenzene-db (IS3 -—————-——=~=-———~ ISTD-—m e m e mmm e
571 S Toluene-dg8 (SS2) 2.212 2.213 2.201 2.191 2.192 2.221 2.212 2.206 0.52

RR3100507.M Wed Oct 10 10:14:17 2007
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Out of Range

J:\MSO08\METHODS\

Response Factor Report MsuUb

=10050725.D 0.5 =10050726.D

=10050729.D 50 =1005%0730.D
Compound 0.1 0.5
Toluene 2.816 2.709
Z2-Hexanone 2.303 2.048
Dibromochlorometh 0.633 0.621
1,2-Dibromoethane 0.608 0.684
Butyl Acetate 1.662 2.037
n-Octane 0.821 0.953
Tetrachloroethene 0.674 0.626
Chlorobenzene 1.583 1.592
Ethylbenzene 3.075 3.041
m- & p-Xylene 1.999 2.058
Bromoform 0.379 0.377
Styrene 1.543 1.436
o-Xylene 2.130 2.204
n-Nonane 1.750 1.970
1,1,2,2-Tetrachlo 0.956 1.058
Bromofluorobenzen 0.638 0.628
Cumene 2.728 2.593
alpha-Pinene 1.370 1.210
n-Propylbenzene 3.303 3.561
3-Ethyltoluene 2.260 2.641
4-Ethyltoluene 2.481 2.574
1,3,5-Trimethylbe 2.055 2.187
alpha-Methylstyre 0.901 0.717
2-Ethyltoluene 2.286 2.725
1,2,4-Trimethylbe 2.130 2.193
n-Decane 1.758 2.137
Benzyl Chloride 1.875 1.859
1,3-Dichlorobenze 1.232 1.190
1,4-Dichlorobenze 1.019 1.157
sec-Butylbenzene 2.678 2.957
p-Isopropyltoluen 1.963 2.242
1,2,3-Trimethylbe 1.852 2.130
1,2-Dichlorobenze 1.145 1.159
d-Limonene 0.690 0.580
1,2-Dibromo-3-Chl 0.313
n-Undecane 1.453 1.751
1,2,4-Trichlorobe 0.593 0.649
Naphthalene 1.553
n-Dodecane 1.296 1.066
Hexachloro-1,3-bu 0.372 0.430

CHL00507 .M Wed Oct 10 10:14:17 2007

1.0 =10050727.D
100 =10050731.D

Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007
Initial Calibration

5.0 =10050728.D

Page:
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Data Path
Data File
Acg On
Operatoer
Sample
Misc

ALS Vial

Quant Time:

Quant Method
Quant Title

QLast Update
Response via

ovairuatT vl dliuddii A N e

J:\MSIB\DATA\ZOO7~10\O6\
10060701.D

& Oct 2007 11:38
CJP
25ng TO-15 CCV STD
S20-09260707/520-09260706
1 Sample Multiplier: 1

Oct 06 14:02:17 2007

J:\MS13\METHODS\R13092607.M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007

Initial Calibration

0.000 Min. Rel. Axe

Min. RRF
Max. RRF Dev 30% Max. Rel. Are
Compound

1 IR Bromochloromethane (IS1)
2 T Propene

3T Dichlorodifluoromethane
4 T Chloromethane

5 T Freon 114

6 T Vinyl Chloride

77T 1,3-Butadiene

8 T Bromeomethane

g T Chloroethane

10 T Ethanol

11 T Acetonitrile

12 T Acrolein
13 7T Acetone
14 7T Trichlorofluoromethane
15 T Isopropanol
16 T Acrylonitrile

17 T 1,1-Dichloroethene

18 T tert-Butanol

19 T Methylene Chloride
20T Allyl Chloride
21 T Trichlorotrifluorocethane
22 T Carbon Disulfide
23 T trans-1,2-Dichloroethene
24 T 1,1-Dichloroethane
25 T Methyl tert-Butyl Ether
26 T Vinyl Acetate
27 T 2-Butanone
28 T cis-1,2-Dichloroethene
29 T Diisopropyl Ether
30 T Ethyl Acetate
31 T n-Hexane
32 T Chloroform
33 S 1,2-Dichloroethane-d4 (SS1)
34 T Tetrahydrcfuran
35 T Ethyl tert-Butyl Ether
36 T 1,2-Dichloroethane
37 IR 1,4-Difluorobenzene (IS2)
38 T 1,1,1-Trichloroethane

R13092607.M Sat Oct 06 14:03:26 2007

a
a

o

NHFOFFRPWOHNOOWNNUIHENREPWRNSGNEFEFRWOWRFERFERDUDNDREWNDRF

200%

O =

R ORRRNOONOOWNNDAERENRPWRNBRFRREREWRRERFRNDDNDREWNDR R

Max.

R.T. Dev

$Dev Area% Dev(min)

0.33min

0.0 122
22.1 101
18.0 106
16.4 110
13.9 111
14.6 114
13.8 106

9.6 111
12.0 111

6.9 111

7.8 108

4.6 110
11.5 122
12.9 110

4.2 110

4.4 109
11.4 112

4.3 109
12.7 111

7.1 108
16.1 112
13.5 111
10.5 111

8.7 116
114 111

(-34.9%137
e 112
10.4 112
11.0 111

9.2 112
18.0 108
11.3 114

1.2 119

9.7 110
10.0 110
14.0 108

0.0 117
13.7 108
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

LvalualLT il dliud iy R T I e

J:\MSlB\DATA\2007_10\06\
10060701.D

6 Oct 2007 11:38
CJp
25ng TO-15 CCV STD
S20-09260707/S20-09260706
1 Sample Multiplier: 1

Oct 06 14:02:17 2007

J:\MS13\METHODS\R13092607 .M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007
Tnitial Calibration

50%
00%

Max.

Min. RRF 0.000 Min. Rel. Area
Max. RRF Dev 30% Max. Rel. Area 2
Compound AVvgRF
39T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41 T Benzene 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane 0.284
52 T cis-1,3-Dichloropropene 0.462
53 T 4-Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 I Chlorobenzene-d5 (IS3) 1.000
57 S Toluene-d8 (SS2) 2.230
58 T Toluene 2.733
59 T 2 -Hexanone 2.333
60 T Dibromochloromethane 0.790
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromocform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane - 0.947
73 8 Bromofluorcbenzene (SS3) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

R13092607.M Sa

t Oct 06 14:03:26 2007

OO OO O0OOHOOOOOOOOOOo

WHENOOKMFKEFORNFEF OONOONMNNINHK

NNOWDUTUTO IINO D OUITN O

L OWOAD U R JWOWUTOR DO

0.33min
ea% Dev (min)
112 0.00
104 0.00
112 0.00
108 0.00
112 0.00
108 0.00
111 0.00
109 0.00
107 0.00
109 0.00
110 0.00
110 0.00
111 0.00
110 0.00
109 0.00
108 0.00
110 0.00
118 0.00
118 0.00
110 0.00
103 0.00
108 0.00
109 0.00
102 0.00
109 0.00
110 0.00
110 0.00
110 0.00
109 0.00
109 0.00
107 0.00
107 0.00
105 0.00
112 0.00
118 0.00
108 0.00
106 0.00
109 0.00
Page: 2
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OIVALUALT WALl Lllld i M bh b b hde o s -

Data Path : J:\MSl3\DATA\2007_10\O6\
Data File : 10060701.D

Acg On : 6 Oct 2007 11:38
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc . $20-09260707/820-09260706
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 06 14:02:17 2007
Quant Method : J:\MSlB\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area% Dev(min)
77 T 3-Ethyltoluene 3.340 3.087 7.6 109 0.00
78 T 4-Ethyltoluene 3.128 2.800 10.5 108 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.467 10.1 107 0.00
80 T alpha-Methylstyrene 1.487 1.323 11.0 101 0.00
81 T 2-Ethyltoluene 3.316 3.041 8.3 108 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.456 10.4 107 0.00
83 T n-Decane ~ 2.124 1.913 9.9 107 0.00
84 T Benzyl Chloride 2.121 2.146 -1.2 108 0.00
85 T 1,3-Dichlorobenzene 1.739 1.571 9.7 108 0.00
86 T 1,4-Dichlorobenzene 1.680 1.531 8.9 108 0.00
87 T sec-Butylbenzene 3.590 3.309 7.8 108 0.00
88 T p-Isopropyltoluene 2.880 2.628 8.7 108 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.425 9.0 107 0.00
80 T 1,2-Dichlorobenzene 1.602 1.443 9.9 108 0.00
91 T d-Limonene 0.962 0.829 13.8 100 0.00
g2 T 1,2-Dibromo-3-Chloropropane 0.513 0.553 -7.8 111 0.00
93 T n-Undecane 2.235 2.072 7.3 108 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.160 9.4 110 0.00
95 T Naphthalene 3.501 3.507 -0.2 108 0.00
96 T n-Dodecane 2.182 2.069 5.2 105 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.716 8.0 108 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

R13092607.M Sat Oct 06 14:03:26 2007 .., =~ Page: 3



Evaluate Continuing Calibration Report

Data Path J:\MSlB\DATA\2007~lO\O6\
Data File 10060705.D

Acqg On & Oct 2007 15:07

Operator CJP

Sample lng TO-15 CRQL Std

Misc : S20-09260707/S20-09250711
ALS vial : 1 Sample Multiplier: 1
Quant Time: Oct 06 16:08:48 2007

Quant Method J:\MS13\METHODS\R13092607.M
Quant Title TO-15

QLast Update Thu Sep 27 12:31:49 2007

Response via Initial Calibration

200%

Max.

Tekmar AutoCan/HP 6890/HP 5975 MSD

R.T. Dev 0.33min

$Dev Area% Dev(min)

Min. RRF 0.000 Min. Rel. Area
Max. RRF Dev 30% Max. Rel. Area
Compound AvgRF
1 IR Bromochloromethane (IS1) 1.000
2 T Propene 1.993
3 T Dichlorodiflucromethane 2.778
4 T Chloromethane 3.730
5 T Frecon 114 1.256
6 T Vinyl Chloride 2.628
7 T 1,3-Butadiene 2.43
8 T Bromomethane 1.160
g T Chloroethane 1.256
10 T Ethanol 1.385
11 T Acetoniltrile 3.620
12 T Acrolein 1.180
13 T Acetone 1.689
14 T Trichlorofluoromethane 2.190
15 T Isopropanol 4.648
16 T Acrylonitrile 2.812
17 T 1,1-Dichloroethene 1.289
18 T tert-Butanol 3.967
19 T Methylene Chloride 1.375
20 T Allyl Chloride 2.619
21 T Trichlorotrifluoroethane 1.317
22 T Carbon Disulfide 5.394
23 T trans-1,2-Dichloroethene 2.656
24 T 1,1-Dichloroethane 2.685
25 T Methyl tert-Butyl Ether 3.633
26 T Vinyl Acetate 0.186
27 T 2-Butanone 0.866
28 T cigs-1,2-Dichloroethene 2.406
29 T Diigopropyl Ether 1.058
30 T Ethyl Acetate 0.618
31 T n-Hexane 3.326
32 T Chloroform 1.846
33 S 1,2-Dichloroethane-d4 (SS1) 1.586
34 T Tetrahydrofuran 0.844
35 T Ethyl tert-Butyl Ether 1.526
36 T 1,2-Dichloroethane 2.224
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.468

R13092607.M Sat Oct 06 16:11:22 2007

-

NMHFEFORFFWORNOOWNNURNEHEDRENDUNNDEWRERRFREDDRFEWRDND

0.0 120 -0.02
-5.6 100 0.01
4.2 99 0.01
3.4 103 0.02
-13.4 115 0.02
-4.7 114 0.01
1.2 109 0.01
-0.2 112 0.01
-1.3 110 0.00
-4.0 117 -0.03
2.0 104 -0.01
4.6 107 0.00
-21.8 128 0.00
-4.7 117 0.00
-22.7 111 -0.03
3.0 104 --0.01
2.2 111 0.00
-10.4 107 -0.02
-3.1 110 -0.02
3.9 108 0.00
5.5 102 0.00
2.4 111 0.00
3.1 107 -0.02
-0.7 112 -0.02
12.6 103 0.00
26.3 124 -0.01
-0.8 112 0.00
-0.2 111 -0.02
4.5 101 0.00
2.8 106 -0.02
5.6 103 -0.01
4.7 107 ~0.03
-1.2 115 -0.02
4.5 109 0.00
6.0 106 -0.01
4.4 102 -0.02
0.0 119 -0.01
9.0 103 -0.02
Page: 1
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Data Path
Data File
Acg On
Operator
Sample
Misc
ALS Vial
uant Time:
Quant Method
Quant Title
QLast Update
Regponse via

Evaluate Continuing Calibratlion Report

J:\MSlB\DATA\2007“lO\O6\
10060705.D

6 Oct 2007 15:07
CJP
1ng TO-15 CRQL Std
S20-09260707/S20-09250711
1 Sample Multiplier: 1

Cct 06 16:08:48 2007

J:\MS13\METHODS\R1309260

7.M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007
. Initial Calibration

200%

Min. RRF 0.000 Min. Rel. Area
Max. RRF Dev 30% Max. Rel. Area

Compound AVgRF
39 T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41 T Benzene , 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane. 0.284
52 T cis-1,3-Dichloropropene 0.462
53 T 4 -Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 I Chlorobenzene-d5 (IS3) 1.000
57 8 Toluene-d8 (SS2) 2.230
58 T Toluene 2.733
59 T 2-Hexanone 2.333
60 T Dibromochloromethane 0.790
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromoform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane 0.947
73 S Bromofluorcbenzene (SS3) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

R13092607.M 5a

t Oct 06 16:11:22 2007

QO OO0 OHOOOOOOOHOO

WHWOORRNHFONWKFOONOCONMNDNDNR

Max.

R.T. Dev

i

|
POV R R RO

HFNONWWOWLOHNONODOWULIUTOYJ O O

i

SNOUTWOW W IR NUTOYOY R OO U0

OO WUITNDNURFRENREJWOUIRFROUTE O

0.33min

1

OO OO OO ODOOODOOOOOOOOOoO0
O
(@]

1
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Evaluate Continulng Callpratloll rReportt

" Data Path : J:\MS13\DATA\2007_10\06\
Data File : 10060705.D

Acg On : 6 Oct 2007 15:07
Operator : CJP

Sample : 1ng TO-15 CRQL Std

Misc : S20-09260707/520-09250711
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 06 16:08:48 2007

Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVORFE CCRF $Dev Area% Dev(min)
77 T 3-Ethyltoluene 3.340 3.329 0.3 108 0.00
78 T 4-Ethyltoluene 3.128 3.119 0.3 107 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.741 0.1 108 0.00
80 T alpha-Methylstyrene 1.487 1.444 2.9 106 0.00
81 T 2-Ethyltoluene 3.316 3.332 -0.5 106 0.00
g2 T 1,2,4-Trimethylbenzene 2.741 2.806 -2.4 108 0.00
83 T n-Decane 2.124 2.044 3.8 103 0.00
84 T Benzyl Chloride 2.121 2.085 1.2 112 0.00
85 T 1,3-Dichlorobenzene 1.739 1.751 -0.7 108 0.00
86 T 1,4-Dichlorobenzene 1.680 1.710 -1.8 109 0.00
87 T sec-Butylbenzene 3.590 3.702 -3.1 106 0.00
88 T p-Isopropyltoluene 2.880 2.904 -0.8 105 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.633 1.2 105 0.00
90 T 1,2-Dichlorobenzene 1.602 1.636 -2.1 107 0.00
91 T d-Limonene 0.962 0.970 -0.8 106 0.00
92 T 1,2-Dibromo-3-Chloropropane ~0.513 0.488 4.9 108 0.00
93 T n-Undecane 2.235 2.224 0.5 105 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.207 5.8 114 0.00
95 T Naphthalene 3.501 3.878% -10.8 129 0.00
96 T n-Dodecane 2.182 2.110 3.3 108 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.815 -4.8 111 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
L2 ,131
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Bvaludle COILLLIIULLY Callilariull S poLw

Data Path J:\MSlB\DATA\2007_10\O6\

Data File 10060715.D

Acg On 6 Oct 2007 22:37

Operator CJPp

Sample 25ng TO-15 CCV STD

Misc : 820-09260707/S20-09260706

ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 06 23:05:34 2007

Quant Method J:\MS13\METHODS\R13092607.M
Quant Title TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update Thu Sep 27 12:31:49 2007

Regponse via Initial Calibration

200%

Max

Min. RRF 0.000 Min. Rel. Area
Max. RRF Dev 30% Max. Rel. Area
Compound A
1 IR Bromochloromethane (IS1)
2 T Propene
37T Dichlorcdifluoromethane
4 T Chloromethane
5 T Freon 114
6 T Vinyl Chloride
7T 1,3~Butadiene
g8 T Bromomethane
g T Chlorocethane
10 T Ethanol
11 7T Acetonitrile
12 T Acrolein
13 T Acetone
14 T Trichlorofluoromethane
15 T Isopropanol
16 T Acrylonitrile
17 T 1,1-Dichloroethene
18 T tert-Butanol
19 T Methylene Chloride
20 T Allyl Chloride
21 T Trichlorotrifluorcethane
22 T Carbon Disulfide
23 T trans-1,2-Dichloroethene
24 T 1,1-Dichloroethane
25 T Methyl tert-Butyl Ether
26 T Vinyl Acetate
27 T 2-Butanone
28 T cig-1,2-Dichloroethene
29 T Diisopropyl Ether
30 T Ethyl Acetate
31 T n-Hexane
32 T Chloroform
33 S 1,2-Dichloroethane-d4 (SS1)
34 T Tetrahydrofuran
35 T Ethyl tert-Butyl Ether
36 T 1,2-Dichloroethane
37 IR 1,4-Difluorocbenzene (IS2)
38 T 1,1,1-Trichloroethane 0

R13092607.M Sat Oct 06 23:07:04 2007

[

NHFORRFRFWOFHFNOOWNNMUIRPNRFRF WERENAENREFRWHRERDNDNRFEWNDRRF

F R ORHEMNMOONOOWNNERNHWRNNDMEREERWRERERDNDRFNDND R R

-

. R.T. Dev 0.33min
$Dev Area% Dev(min
0.0 125 0.00
24.7 99 0.00
19.3 107 0.00
26 .4 99 0.00
15.6 111 0.00
15.3 115 0.00
17.5 104 0.00
9.4 114 0.00
14 .6 110 0.00
13.3 105 0.00
16.3 101 0.00
8.8 107 -0.01
19.5 113 -0.01
15.8 109 0.00
12.6 103 0.00
9.1 106 0.00
12 .4 114 0.00
9.5 106 0.00
12.8 113 0.00
14.8 101 0.00
17.3 113 0.00
14.0 113 0.00
13.6 110 0.00
13.0 113 0.00
14.9 108 0.00
-22.0 127 0.00
6.4 115 0.00
13.4 111 0.00
11.6 113 0.00
11.8 111 0.00
22.6 104 0.00
13.1 114 0.00
5.2 116 0.00
9.5 113 0.00
10.9 111 0.00
16.6 107 0.00
0.0 119 0.00
15.2 109 0.00

s Page: 1
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

pvaluare CONTiNuLIlYg Lallprdliull KEpUL L

J:\MS13\DATA\2007 10\06\
10060715.D

6 Oct 2007 22:37
CJp
25ng TO-15 CCV STD
820-09260707/820-09260706
1 Sample Multiplier: 1

Oct 06 23:05:34 2007

J:\MS13\METHODS\R13092607 .M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007
Initial Calibration

Min. RRF 0.000 Min. Rel. Area

Max. RRF Dev 30% Max. Rel. Area 2

Compound AVvgRF

39 T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41T Benzene 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane 0.284
52 T cis-1,3-Dichloropropene 0.462
53 T 4-Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 I Chlorobenzene-d5 (IS3) 1.000
57 S Toluene-d8 (SS2) 2.230
58 T Toluene 2.733
59 T 2-Hexanone 2.333
60 T Dibromochloromethane 0.790
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromoform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane 0.947
73 8 Bromofluorobenzene (SS3) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

R130%2607.M Sa

t Oct 06 23:07:04 2007

50%
00%

OCO0OOCOOOHOODOODOOOOOO

WHNOORMFHFHORFNREFOOF OORNMNNDRH

Max.

R.T. Dev

$Dev Area% Dev (min)
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Response via

HEvaludle COULLLLIIULLILY WOl LiJl Ul il I pr —

J:\MSlB\DATA\2007_lO\O6\
10060715.D

6 Oct 2007 22:37
CJp
25ng TO-15 CCV STD
S20-09260707/820-09260706
1 Sample Multiplier: 1

Oct 06 23:05:34 2007

J:\MS13\METHODS\R13092607 .M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007

Initial Calibration

Max.

Min. RRF 0.000 Min. Rel. Area 50%
Max. RRF Dev 30% Max. Rel. Area 200%
Compound AvgRF @
77 T 3-Bthyltoluene 3.340
78 T 4-Ethyltoluene 3.128
79 T 1,3,5-Trimethylbenzene 2.744
80 T alpha-Methylstyrene 1.487
81 T 2-Ethyltoluene 3.316
82 T 1,2,4-Trimethylbenzene 2.741
83 T n-Decane 2.124
84 T Benzyl Chloride 2.121
85 T 1,3-Dichlorobenzene 1.739
86 T 1,4-Dichlorcbenzene 1.680
87 T sec-Butylbenzene 3.590
88 T p-Isopropyltoluene 2.880
89 T 1,2,3-Trimethylbenzene 2.666
90 T 1,2-Dichlorobenzene 1.602
91 T d-Limonene 0.962
92 T 1,2-Dibromo-3-Chloropropane 0.513
93 T n-Undecane 2.235
94 T 1,2,4-Trichlorobenzene 1.281
95 T Naphthalene 3.501
96 T n-Dodecane 2.182
87 T Hexachloro-1,3-butadiene 0.778
(#) = Out of Range SPCC's out

R12092607.M Sa

£t Oct 06 23:07:04 2007

R.T. Dev 0.33min
$Dev Area% Dev (min

7.2 111 0.00
10.5 110 0.00
5.3 110 0.00
10.8 103 0.00
7.9 111 0.00
10.8 108 0.00
12.5 106 0.00
-0.7- 108 0.00
g.5 111 0.00
8.2 111 0.00
8.1 110 0.00
9.1 109 0.00
9.4 108 0.00
10.0 110 0.00
13.9 101 0.00
-7.8 113 0.00
10.6 106 0.00
8.9 112 0.00
-0.1 110 0.00
7.8 104 0.00
7.2 111 0.00

CCC's out = 0

. el Page: 3
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mvaluate COIILLIIULLIY LAl lLalLiull NSpvl w

Data Path : J:\MS13\DATA\2007_10\07\
Data File : 10070701.D

Acg On : 7 Oct 2007 747
Operator - : CJP
Sample : 25ng TO-15 CCV STD
Misc . S20-09260707/820-09260706
ALS Vial = 1 Sample Multiplier: 1
Quant Time: Oct 07 08:55:45 2007
Quant Method : J:\MSlB\METHODS\R13092607.M
Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QOLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : ©50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AvgRF CCRF $Dev Area% Dev(min
1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 121 0.00
2 T Propene 1.9893 1.628 18.3 105 0.00
37T Dichlorodifluoromethane 2.778 2.327 16.2 108 0.00
4 T Chloromethane 3.730 3.067 17.8 107 0.00
5 T Freon 114 1.256 1.131 10.0 116 0.00
6 T Vinyl Chloride 2.628 2.346 10.7 118 0.00
7 T 1,3-Butadiene 2.430 2.107 13.3 106 0.00
8 T Bromomethane 1.160 1.070 7.8 113 0.00
g T Chloroethane 1.256 1.112 11.5 111 0.00
10 T Ethanol 1.385 1.235 10.8 105 0.00
11 7T Acetonitrile 3.620 3.195 11.7 103 0.00
12 7 Acrolein 1.180 1.097 7.0 106 0.00
13 T Acetone 1.689 1.410 16.5 114 0.00
14 T Trichlorofluoromethane 2.190 1.873 14.5 108 0.00
15 T Isopropanol 4.648 4.169 10.3 102 0.00
16 T Acrylonitrile 2.812 2.631 6.4 106 0.00
17 T 1,1-Dichloroethene 1.289 1.137 11.8 111 0.00
18 T tert-Butanol 3.967 3.633 8.4 104 0.00
19 T Methylene Chloride 1.375 1.211 11.9 111 0.00
20 T Allyl Chloride 2.619 2.337 10.8 103 0.00
21 T Trichlorotrifluoroethane 1.317 1.093 17.0 110 0.00
22 T Carbon Digulfide 5.394 4.631 14.1 110 0.00
23 T trans-1,2-Dichloroethene 2.656 2.361 11.1 110 0.00
24 T 1,1-Dichloroethane 2.685 2.407 10.4 113 0.00
25 T Methyl tert-Butyl Ether 3.633 3.156 13.1 108 0.00
26 T Vinyl Acetate 0.186 0.216 -16.1 117 0.00
27 T 2-Butanone 0.866 0.807 6.8 111 0.00
28 T cis-1,2-Dichloroethene 2.406 2.133 11.3 110 0.00
29 T Diisopropyl Ether 1.058  0.943 10.9 111  0.00
30 T Ethyl Acetate 0.618 0.553 10.5 110 0.00
31 7T n-Hexane 3.326 2.676 18.5 105 0.00
32 T Chloroform 1.846 1.633 11.5 113 0.00
33 S 1,2-Dichloroethane-d4 (SS1) 1.586 1.547 2.5 117 0.00
34 T Tetrahydrofuran 0.844 0.768 5.0 110 0.00
35 T Ethyl tert-Butyl Ether 1.526 1.371 10.2 109 0.00
36 T 1,2-Dichloroethane 2.224 1.884 15.3 105 0.00
37 IR 1,4-Diflucrobenzene (IS2) 1.000 1.000 0.0 117 0.00
38 T 1,1,1-Trichloroethane 0.468 0.398 15.0 107 0.00
R13092607.M Sun Oct 07 10:21:17 2007 Page: 1

135



Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Regponse via

mvatuate COILILLiiuiily cdllilallOll DSpul -

J:\MSIB\DATA\2007_10\O7\
10070701.D

7 Oct 2007 7:47
CJP
25ng TO-15 CCV STD
820-09260707/520-09260706
1 Sample Multiplier: 1

Oct 07 08:55:45 2007
J:\MS13\METHODS\R1309260

7.M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007
Initial Calibration

Min. RRF 0.000 Min. Rel. Area

Max. RRF Dev 30% Max. Rel. Area 2
Compound AVgRF

38 T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41 T Benzene 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane 0.284
52 T cis-1,3-Dichloropropene 0.462
53 T 4-Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 T Chlorobenzene-ds (IS3) 1.000
57 S Toluene-ds8 (S82) 2.230
58 T Toluene 2.733
5 T 2-Hexanone 2.333
60 T Dibromochloromethane 0.790
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromoform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane 0.947
73 S Bromofluorobenzene (8S83) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

R13092607.M Sun Oct 07 10:21:17 2007
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DVAALUALT WLl DLl L Lo St b/ e W e b i e [~

Data Path : J:\MS13\DATA\2007_ 10\07\
Data File : 10070701.D

Acg On : 7 Oct 2007 747
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc : 820-09260707/820-09260706
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 07 08:55:45 2007
Quant Method : J:\MSlB\METHODS\R13092607.M

Quant Title . TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QOLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200% ‘
Compound AvgRF CCRF $Dev Area% Dev(min)

77 T 3-Ethyltoluene 3.340 3.085 7.6 108 0.00
78 T 4-Ethyltoluene 3.128 2.787 10.9 106 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.493 9.1 107 0.00
80 T alpha-Methylstyrene 1.487 1.328 10.7 101 0.00
81 T 2-BEthyltoluene 3.316 3.056 7.8 107 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.456 10.4 106 0.00
83 T n-Decane 2.124 1.882 11.4 104 0.00
84 T Benzyl Chloride 2.121 2.134 -0.6 106 0.00
85 T 1,3-Dichlorobenzene 1.739 1.566 9.9 107 0.00
86 T 1,4-Dichlorobenzene 1.680 1.537 8.5 107 0.00
87 T sec-Butylbenzene 3.590 3.318 7.6 107 0.00
88 T p-Isopropyltoluene 2.880 2.624 8.9 106 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.426 9.0 105 0.00
50 T 1,2-Dichlorobenzene 1.602 1.445 9.8 107 0.00
91 T d-Limonene 0.962 0.820 14.8 197 0.00
952 T 1,2-Dibromo-3-Chloropropane 0.513 0.542 -5.7 108 0.00
93 7T n-Undecane 2.235 2.040 8.7 105 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.181 7.8 110 0.00
95 T Naphthalene 3.501 3.546 -1.3 108 0.00
96 T n-Dodecane 2.182 2.063 5.5 104 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.724 6.9 108 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0

o 137
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BEvaluate Contlnulilyg CdlilbldllOll KepuLL

Data Path J:\MSlB\DATA\2007_lO\O7\

Data File 10070705.D

Acg On 7 Oct 2007 12:00

Operator CJpP

Sample lng TO-15 CRQL Std

Misc : 820-09260707/S20-09250711

ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 08 09:49:07 2007

Quant Method J:\MS13\METHODS\R13092607.M
Quant Title TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update Thu Sep 27 12:31:49 2007

Regponse via

Min.

Max. RRF Dev

}_)
[\e)
I I I o B I B B B B B B e e B B e B B B e e e B B e B B B B B B B R

—
A

Compound AVgRF CCRF
Bromochloromethane (IS1) 1.000 1.000 0.0
Propene BN 1.993 1.887 5.3
Dichlorodifluocromethane 2.778 2.584 7.0
Chloromethane 3.730 3.251 12.8
Freon 114 1.256 1.265 -0.7
Vinyl Chloride 2.628 2.628 0.0
1,3-Butadiene 2.430 2.211 5.0
Bromomethane 1.160 1.065 8.2
Chloroethane 1.256 1.097 12.7
Ethanol 1.385 1.242 10.3
Acetonitrile 3.620 3.098 14 .4
Acrolein 1.180 0.981 16.9
Acetone 1.689 1.725 -2.1
Trichlorofluoromethane 2.190 1.905 13.0
Isopropanol 4.648 4.618 0.6
Acrylonitrile 2.812 2.447 13.0
1,1-Dichloroethene 1.289 1.196 7.2
tert-Butanol 3.967 3.960 0.2
Methylene Chloride 1.375 1.323 3.8
Allyl Chloride 2.619 2.237 14.6
Trichlorotrifluoroethane 1.317 1.160 11.9
Carbon Disgsulfide 5.394 4.866 9.8
trans-1,2-Dichloroethene 2.656 2.350 11.5
1,1-Dichloroethane 2.685 2.525 6.0
Methyl tert-Butyl Ether 3.633 3.027 16.7 .
Vinyl Acetate 0.186 0.098 2747 .34
2-Butanone 0.866 0.754 1279
cig-1,2-Dichloroethene 2.406 2.207 8.3
Diisopropyl Ether 1.058 0.982 7.2
Ethyl Acetate 0.618 0.510 17.5
n-Hexane 3.326 2.836 14.7
Chloroform 1.846 1.739 5.8
1,2-Dichloroethane-d4 (SS1) 1.586 1.562 1.5
Tetrahydrofuran 0.844 0.707 16.2
Ethyl tert-Butyl Ether 1.526 1.322 13.4
1,2-Dichloroethane 2.224 1.916 13.8
1,4-Difluorobenzene (IS2) 1.000 1.000 0.0
1,1,1-Trichlorcethane 0.468 0.426 9.0

w
w
]

Initial Calibration

RRF 0.000 Min. Rel. Area 50% Max.
30% Max. Rel. Area 200%

14 7

R13092607.M Mon Oct 08 09:50:13 2007
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Data Path : J:\MS13\DATA\2007_10\07\

Data File : 10070705.D

Acg On : 7 Oct 2007 12:00

Operator : CJP

Sample : lng TO-15 CRQL Std

Misc : 820—09260707/820—09250711

ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 08 09:49:07 2007

Quant Method : J:\MSlB\METHODS\RlBO92607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound , AVvgRF CCRF

39 T Isopropyl Acetate 0.230 0.221 3.9
40 T 1-Butanol 0.360 0.355 1.4
41 T Benzene 1.121 1.079 3.7
42 T Carbon Tetrachloride 0.438 0.401 8.4
43 T Cyclohexane 0.433 0.416 3.9
44 T tert-Amyl Methyl Ether 0.770 0.692 10.1
45 T 1,2-Dichloropropane 0.373 0.355 4.8
46 T Bromodichloromethane 0.368 0.335 9.0
47 T Trichloroethene 0.339 0.319 5.9
48 T 1,4-Dioxane 0.212 0.215 -1.4
49 T Iscoctane 1.747 1.602 8.3
50 T Methyl Methacrylate 0.119 0.113 5.0
51 T n-Heptane 0.284 0.268 5.6
52 T cis-1,3-Dichloropropene 0.462 0.433 6.3
53 T 4-Methyl-2-pentanone 0.411 0.367 10.7
54 T trans-1,3-Dichloropropene 0.417 0.389 6.7
55 T 1,1,2-Trichloroethane 0.288 0.274 4.9
56 1 Chlorobenzene-ds (IS83) 1.000 1.000 0.0
57 S Toluene-ds8 (SS82) 2.230 2.246 -0.7
58 T Toluene 2.733 2.555 6.5
59 T 2 -Hexanone 2.333 1.932 17.2
60 T Dibromochloromethane 0.790 0.713 9.7
61 T 1,2-Dibromoethane 0.783 0.727 7.2
62 T Butyl Acetate 2.315 1.976 14.6
63 T n-Octane 0.841 0.777 7.6
64 T Tetrachloroethene 0.891 0.846 5.1
65 T Chlorobenzene 1.927 1.791 7.1
66 T Ethylbenzene 3.149 2.943 6.5
67 T m- & p-Xylene 2.017 1.917 5.0
68 T Bromoform 0.592 0.532 10.1
69 T Styrene 2.050 1.882 8.2
70 T o-Xylene 2.218 2.079 6.3
71 T n-Nonane 1.996 1.797 10.0
72 T 1,1,2,2-Tetrachloroethane 0.947 0.835 11.8
73 S Bromofluorobenzene (8S3) 0.934 0.960 -2.8
74 T Cumene 3.141 3.022 3.8
75 T alpha-Pinene 1.553 1.456 6.2
76 T n-Propylbenzene 3.616 3.552 1.8

R130926

kEvaluate Continulng cailpratloll Reporo

07.M Mon Oct 08 09:50:13 2007
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Evaluate Contilinulilly Ldllilalloll REpul o

Data Path : J:\MSIB\DATA\2007_IO\O7\
Data File : 10070705.D

Acg On : 7 Oct 2007 12:00
Operator : CJP

Sample : lng TO-15 CRQL Std

Misc : S20-09260707/520-09250711
ALS Vial = 1 Sample Multiplier: 1

uant Time: Oct 08 09:49:07 2007

wlirdle

Quant Method : J:\MS13\METHODS\R13092607 .M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AvgRF CCRF $Dev Area% Dev(min)
77 T 3-BEthyltoluene 3.340 3.185 4.6 102 0.00
78 T 4-Ethyltoluene 3.128 3.028 3.2 102 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.652 3.4 102 0.00
80 T alpha-Methylstyrene 1.487 1.376 7.5 99 0.00
81 T 2-Ethyltoluene 3.316 3.197 3.6 99 -0.01
82 T 1,2,4-Trimethylbenzene 2.741 2.628 4.1 100 0.00
83 T n-Decane 2.124 1.961 7.7 97 0.00
84 T Benzyl Chloride 2.121 1.890 10.9 99 0.00
85 T 1,3-Dichlorcbenzene 1.739 1.645 5.4 100 -0.01
86 T 1,4-Dichlorobenzene 1.680 1.610 4.2 100 0.00
87 T sec-Butylbenzene 3.590 3.488 2.8 98 0.00
g8 T p-Isopropyltoluene 2.880 2.765 4.0 o8 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.557 4.1 100 0.00
90 T 1,2-Dichlorobenzene 1.602 1.506 6.0 97 0.00
51 T d-Limonene 0.962 0.916 4.8 98 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.470 8.4 103 0.00
93 T n-Undecane 2.235 2.100 6.0 97 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.061 17.2 98 0.00
95 T Naphthalene 3.501 3.259 6.9 106 0.00
96 T .n-Dodecane 2.182 2.004 8.2 100 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.734 5.7 S8 0.00
(#) = oOut of Range SPCC's out = 0 CCC's out = 0
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Bvaluate CONCinNuling valilbrldllioll xepore

Data Path : J:\MSlB\DATA\ZOO7_lO\O7\
Data File : 10070715.D

Acg On : 7 Oct 2007 19:20
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc : 820-09260707/520-09260706
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 08 07:21:40 2007

Quant Method : J:\MS13\METHODS\R13092607.M

200%

HPFHORRPNOONOONNNEBRNEFWRENDD R FRFWRHRONDRFE WL R

-

Max.

R.T. Dev 0.33min

$Dev Area% Dev(min)

Quant Title . TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area
Max. RRF Dev : 30% Max. Rel. Area :
Compound AVgRF
1 IR Bromochloromethane (IS1) 1.000
2 T Propene 1.993
3T Dichlorodifluoromethane 2.778
4 T Chloromethane 3.730
5 T Freon 114 1.256
6 T Vinyl Chloride 2.628
7 T 1,3-Butadiene 2.430
g T Bromomethane 1.160
S T Chloroethane 1.256
10 T Ethanol 1.385
11 T Acetonitrile 3.620
12 T Acrolein 1.180
13 7T Acetone 1.689
14 T Trichlorofluoromethane 2.190
15 T Isopropanol 4.648
16 T Acrylonitrile 2.812
17 T 1,1-Dichloroethene 1.289
18 T tert-Butanol 3.967
19 T Methylene Chloride 1.375
20 T Allyl Chloride 2.619
21 T Trichlorotrifluoroethane 1.317
22 T Carbon Disulfide 5.394
23 T trans-1,2-Dichloroethene 2.656
24 T 1,1-Dichloroethane 2.685
25 T Methyl tert-Butyl Ether 3.633
26 T Vinyl Acetate 0.186
27 T 2-Butanone 0.866
28 T cis-1,2-Dichloroethene 2.406
29 T Diisopropyl Ether 1.058
30 T Ethyl Acetate 0.618
31 T n-Hexane 3.326
32T Chloroform 1.846
33 S 1,2—Dichloroethane-d4(SSl) 1.586
34 T Tetrahydrofuran 0.844
35 T Ethyl tert-Butyl Ether 1.526
36 T 1,2-Dichloroethane 2.224
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.468

R13092607.M Mon Oct 08 07:24:53 2007
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bvaluate COIILLIIULIY Lallilallull nepul o

Data Path J:\MSIB\DATA\2007_10\O7\

Data File 10070715.D

Acg On : 7 Oct 2007 19:20

Operator : CJP

Sample : 25ng TO-15 CCV STD

Migc : 820-09260707/820-09260706

ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 08 07:21:40 2007

Quant Method J:\MSlB\METHODS\Rl3092607.M
Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update Thu Sep 27 12:31:49 2007

Regponse via

Min.
Max.

i
J
e e B B B e T B B e e e B B B B

N
[0)
R e B B e B e B B B B B B e B B B IR A

RRF : 0.000 Min. Rel.
RRF Dev : 30% Max. Rel.
Compound

Isopropyl Acetate
1-Butanol

Benzene

Carbon Tetrachloride
Cyclohexane

tert-Amyl Methyl Ether
1,2-Dichloropropane
Bromodichloromethane
Trichloroethene
1,4-Dioxane

Iscoctane

Methyl Methacrylate
n-Heptane
cig-1,3-Dichloropropene
4-Methyl-2-pentanone
trans-1,3-Dichloropropene
1,1,2-Trichloroethane

Chlorobenzene-d5 (IS3)
Toluene-dg8 (8S2)
Toluene

2-Hexanone:
Dibromochloromethane
1,2-Dibromoethane
Butyl Acetate
n-Octane
Tetrachloroethene
Chlorobenzene
Ethylbenzene

m- & p-Xylene
Bromoform

Styrene

o-Xylene

n-Nonane
1,1,2,2-Tetrachloroethane
Bromofluorobenzene (SS3)
Cumene

alpha-Pinene
n-Propylbenzene

R13092607.M Mon Oct 08 07:24:53 2007

Initial Calibration

Area
Area
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2

50%
00%
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Max.

R.T. Dev

$Dev Area$% Dev(min)
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valuale COllLLlIllUullly Lalliblalbloll NSpuUl o

Data Path : J:\MS13\DATA\2007 10\07\
Data File : 10070715.D

Acg On : 7 Oct 2007 19:20
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc : 820-09260707/820-09260706
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 08 07:21:40 2007
Quant Method : J:\MS13\METHODS\R13092607 .M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area$% Dev (min)

77 T 3-Bthyltoluene 3.340 3.083 7.7 103 0.00
78 T 4-Ethyltoluene 3.128 2.784 11.0 102 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.471 9.9 102 0.00
80 T alpha-Methylstyrene 1.487 1.313 11.7 95 0.00
81 T 2-Ethyltoluene 3.316 3.043 8.2 102 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.446 10.8 101 0.00
83 T n-Decane 2.124 1.888 11.1 100 0.00
84 T Benzyl Chloride 2.121 2.124 -0.1 101 0.00
85 T 1,3-Dichlorobenzene 1.739 1.565 10.0 102 0.00
86 T 1,4-Dichlorobenzene 1.680 1.537 8.5 103 0.00
87 T sec-Butylbenzene 3.590 3.281 8.6 101 0.00
gg T p-Isopropyltoluene 2.880 2.612 9.3 101 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.431 8.8 101 0.00
S0 T 1,2-Dichlorobenzene 1.602 1.451 9.4 103 0.00
91 T d-Limonene 0.962 0.820 14..8 93 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.550 -7.2 105 0.00
93 T n-Undecane 2.235 2.031 9.1 100 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.182 7.7 106 0.00
95 T Naphthalene 3.501 3.540 -1.1 103 0.00
96 T ‘n-Dodecane 2.182 2.073 5.0 100 0.00
87 T Hexachloro-1,3-butadiene 0.778 0.726 6.7 103 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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ovaludls CUulil lllldlily WAL Ll QL Ll IV L w

Data Path : J:\MS13\DATA\2007_ 10\08\

Data File : 10080701.D

Acg On : 8 Oct 2007 7:44
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc : S20-09260707/3820-09260706
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 08 11:06:34 2007

Quant Method : J:\MS13\METHODS\R13092607.M

200%

I ORREFNOONOCOCWNNGERFREFNRPWRNGD FREBERWERRENDNREWNDRS R

Max.

R.T. Dev

$Dev Area% Dev (min)

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Response via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area
Max. RRF Dev : 30% Max. Rel. Area
Compound AvgRF
1 IR Bromochloromethane (IS1) 1.000
2 T Propene 1.993
3T Dichlorodifluocromethane 2.778
4 T Chloromethane 3.730
5 T Freon 114 1.256
6 T Vinyl Chloride 2.628
7 T 1,3-Butadiene 2.430
8 T Bromomethane 1.160
S T Chloroethane 1.256
10 T Ethanol 1.385
11 7T Acetonitrile 3.620
12 T Acrolein 1.180
13 7T Acetone 1.689
14 T Trichlorofluoromethane 2.190
15 T Isopropanol 4.648
16 T Acrylonitrile 2.812
17 T 1,1-Dichloroethene 1.289
18 T tert-Butanol 3.967
19 T Methylene Chloride 1.375
20 T Allyl Chloride 2.619
21 T Trichlorotrifluoroethane 1.317
22 T Carbon Disulfide 5.394
23 T trans-1,2-Dichloroethene 2.656
24 T 1,1-Dichloroethane 2.685
25 T Methyl tert-Butyl Ether 3.633
26 T Vinyl Acetate 0.186
27 T 2-Butanone 0.866
28 T cis-1,2-Dichloroethene 2.406
29 T Diisopropyl Ether 1.058
30 T Ethyl Acetate 0.618
31 T n-Hexane 3.326
32 T Chloroform 1.846
33 8 1,2-Dichloroethane-d4 (351) 1.586
34 T Tetrahydrofuran 0.844
35 T Ethyl tert-Butyl Ether 1.526
36 T 1,2-Dichloroethane 2.224
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.468

R13092607.M Mon Oct 08 11:13:58 2007
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS VvVial

Quant Time:
Quant Method
Quant Title
QLast Update
Regpongse via

Min. RRF 0.000 Min. Rel. Area
Max. RRF Dev 30% Max. Rel. Area 2
Compound AvgRF
39 T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41 T Benzene 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane 0.284
52 T cig-1,3-Dichloropropene 0.462
53 T 4-Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 1 Chlorobenzene-ds (IS3) 1.000
57 S Toluene-dg8 (SS2) 2.230
58 T Toluene 2.733
59 T 2 -Hexanone 2.333
60 T Dibromochloromethane 0.7590
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-0Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromoform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane 0.947
73 S Bromofluorobenzene (883) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

oLvalildile COULlLlL Liiullily WAL Lol Gl Ll UVl o

J:\MS13\DATA\2007_10\08\
10080701.D

8 Oct 2007 7:44
CJP
25ng TO-15 CCV STD
S20-09260707/820-09260706
1 Sample Multiplier: 1

Oct 08 11:06:34 2007
J:\MS13\METHODS\R13092607.M

TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007
Initial Calibration

R13092607.M Mon Oct 08 11:13:58 2007

50%
00%

OO OO OO HODOOOOOOOOoOo

WHENOOKRMFRFRFEFORNRFOONOORFNIN K

Max.

R.T. Dev

$Dev Area% Dev(min)
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BVadlUudlie COLILLIIULLILY WAl LML AL bwll il o

Data Path : J:\MS13\DATA\2007_10\08\
Data File : 10080701.D

Acg On : 8 Oct 2007 7:44
Operator : CJP

Sample : 25ng TO-15 CCV STD

Misc : 820-09260707/820-09260706
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 08 11:06:34 2007
Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title . TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

QLast Update : Thu Sep 27 12:31:49 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AvgRF CCRF $Dev Area% Dev(min)
77 T 3-Ethyltoluene 3.340 3.081 7.8 104 0.00
78 T 4-Ethyltoluene 3.128 2.814 10.0 103 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.497 9.0 103 0.00
80 T alpha-Methylstyrene 1.487 1.315 11.6 96 0.00
81 T 2-Bthyltoluene 3.316 3.053 7.9 103 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.469 9.9 103 0.00
83 T n-Decane 2.124 1.896 10.7 101 0.00
84 T Benzyl Chloride 2.121 2.151 -1.4 103 0.00
85 T 1,3-Dichlorobenzene 1.739 1.579 9.2 104 0.00
g6 T 1,4-Dichlorobenzene 1.680 1.549 7.8 104 0.00
87 T sec-Butylbenzene 3.590 3.327 7.3 104 0.00
88 T p-Isopropyltoluene 2.880 2.636 8.5 103 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.435 8.7 102 0.00
90 T 1,2-Dichlorobenzene 1.602 1.457 9.1 104 0.00
°1. T d-Limonene 0.962 0.823 14 .4 94 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.552 -7.6 106 0.00
93 T n-Undecane 2.235 2.062 7.7 102 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.193 6.9 107 0.00
95 T Naphthalene 3.501 3.562 -1.7 105 0.00
96 T n-Dodecane 2.182 2.072 5.0 100 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.742 4.6 106 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = O
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mvaliuate COINLLIIULIY Cadllldl LUl RASpUl L

Data Path J:\MS13\DATA\2007_10\08\
Data File 10080705.D

Acg On 8 Oct 2007 11:19

Operator CH

Sample 1lng TO-15 CRQL STD

Misc . 820-09260707/820-09250711
ALLS Vial : 1 Sample Multiplier: 1
Quant Time: Oct 08 11:48:18 2007

Quant Method J:\MS13\METHODS\R13092607 .M
Quant Title TO-15

QLast Update Thu Sep 27 12:31:49 2007~

Response via Initial Calibration

200%

Max.

Tekmar AutoCan/HP 6890/HP 5975 MSD

R.T. Dev .0.33min

$Dev Area% Dev (min)

Min. RRF 0.000 Min. Rel. Area

Max. RRF Dev 30% ‘Max. Rel. Area
Compound AvgRF
1 IR Bromochloromethane (IS1) 1.000
2T Propene 1.993
3T Dichlorodiflucromethane 2.778
4 T Chloromethane 3.730
5 T Freon 114 1.256
6 T Vinyl Chloride 2.628
7 T 1,3-Butadiene 2.430
8 T Bromomethane 1.160
9 T Chloroethane 1.256
10 T Ethanol 1.385
11 T Acetonitrile 3.620
12 T Acrolein 1.180
13 T Acetone 1.689
14 T Trichlorofluoromethane 2.190
15 T Isopropanol 4.648
16 T Acrylonitrile 2.812
17 T 1,1-Dichloroethene 1.289
18 T tert-Butanol 3.967
19 T Methylene Chloride 1.375
20 T Allyl Chloride 2.619
21 T Trichlorotrifluoroethane 1.317
22 T Carbon Disulfide 5.394
23 T trans-1,2-Dichloroethene 2.656
24 T 1,1-Dichloroethane 2.685
25 T Methyl tert-Butyl Ether 3.633
26 T Vinyl Acetate 0.186
27 T 2-Butanone 0.866
28 T cis-1,2-Dichloroethene 2.406
29 T Diisopropyl Ether 1.058
30 T Ethyl Acetate 0.618
31 T n-Hexane 3.326
32 T Chloroform 1.846
33 S - 1,2—Dichloroethane~d4(SSl) 1.586
34 T Tetrahydrofuran 0.844
35 T Ethyl tert-Butyl Ether 1.526
36 T 1,2-Dichloroethane 2.224
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 7T 1,1,1-Trichloroethane 0.468

R12092607.M Mon Oct 08 11:49:19 2007

o

NHFRFORRRFNMNORNOOWNNPERERNRPPEEFENMNUNRFOWRRRFNNDRE WDNDRF

0.0 118 -0.02
3.3 90 0.02
5.2 o6 0.01
5.6 99 0.02
-11.0 111 0.02
0.2 107 0.01
7.1 101 0.01
3.4 106 0.02
5.3 101 0.01
3.0 108 -0.01
10.3 94 -0.01
16.9 S92 0.00
-8.2 112 0.00
6.8 103 0.00
-9.0 97 -0.03
12.1 93 -0.02
7.4 103 0.00
-7.1 102 -0.02
6.6 98 -0.01
15.2 94 0.00
12.8 93 0.00
7.8 104 0.00
10.9 97 0.00
8.5 100 -0.02
14.3 100 0.00
23.7 126 -0.02
5.4 104 0.00
7.9 101 -0.02
4.6 %9 -0.01
12.8 94 -0.01
12.2 %4 -0.01
4.4 106 -0.03
-0.6 113 -0.02
11.0 100 0.00
8.7 101 -0.01
5.8 95 -0.02
0.0 117 ~-0.01
11.5 98 -0.01
Page: 1
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update
Regponse via

Evaluate Continulng Callpratloll xeporu

J:\MS13\DATA\2007_10\08\
10080705.D

8 Oct 2007 11:19
CH

1ng TO-15 CRQL STD
820-09260707/820-09250711
1 Sample Multiplier: 1

Oct 08 11:48:18 2007

J:\MS13\METHODS\R13092607 .M
TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD

Thu Sep 27 12:31:49 2007

Initial Calibration”

Methyl Methacrylate
n-Heptane
c¢ig-1,3-Dichloropropene
4-Methyl-2-pentanone
trans-1,3-Dichloropropene

Min. RRF 0.000 Min. Rel. Are
Max. RRF Dev 30% Max. Rel. Arxre
Compound
39 T Isopropyl Acetate
40 T 1-Butanol
41 T Benzene
42 T Carbon Tetrachloride
43 7T Cyclohexane
44 7T tert-Amyl Methyl Ether
45 T 1,2-Dichloropropane
46 T Bromodichloromethane
47 T Trichloroethene
48 T 1,4-Dioxane
49 T Isococtane
T
T
T
T
T
T

1,1,2-Trichloroethane

n-Nonane
1,1,2,2-Tetrachloroethane
Bromofluorobenzene (S83)
Cumene

alpha-Pinene

56 I Chlorobenzene-ds (IS3)
57 S Toluene-ds8 (8S2)
58 T Toluene
59 T 2 -Hexanone
60 T Dibromochloromethane
61 T 1,2-Dibromoethane
62 T Butyl Acetate
63 T n-0Octane
64 T Tetrachloroethene
65 T Chlorcbenzene
66 T Ethylbenzene
67 T m- & p-Xylene
68 T Bromoform
69 T Styrene
70 T o-Xylene

T

T

S

T

T

T

n-Propylbenzene

R13092607.M Mon Oct 08 11:49:19 2007
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pvailtuate COIUILIIIULIY Lallladlloll Repolu

Data Path : J:\MS13\DATA\2007_10\08\
Data File : 10080705.D

Acg On : 8 Oct 2007 11:1°9
Operator : CH

Sample : 1ng TO-15 CRQL STD

Misc ' : $20-09260707/820-09250711
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 08 11:48:18 2007
Quant Method : J:\MS13\METHODS\R13092607.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5975 MSD
QLast Update : Thu Sep 27 12:31:49 2007
Responge via : Initial Calibration
Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200% ‘
Compound vgRF CCRF $Dev Area% Dev(min)
77 T 3-Ethyltoluene 3.340 3.268 2.2 104 0.00
78 T 4-Ethyltoluene 3.128 3.088 1.3 103 0.00
79 T 1,3,5-Trimethylbenzene 2.744 2.679 2.4 103 0.00
80 T alpha-Methylstyrene 1.487 1.434 3.6 102 0.00
81 T 2-Ethyltoluene 3.316 3.246 2.1 100 0.00
82 T 1,2,4-Trimethylbenzene 2.741 2.712 1.1 102 0.00
83 T n-Decane 2.124 1.979 6.8 97 0.00
84 T Benzyl Chloride 2.121 1.929 9.1 101 0.00
85 T 1,3-Dichlorobenzene 1.739 1.708 1.8 103 -0.01
86 T 1,4-Dichlorobenzene 1.680 1.689 -0.5 104 0.00
87 T sec-Butylbenzene 3.590 3.510 2.2 98 0.00
88 T p-Isopropyltoluene 2.880 2.755 4.3 97 0.00
89 T 1,2,3-Trimethylbenzene 2.666 2.582 3.2 101 0.00
90 T 1,2-Dichlorobenzene 1.602 1.542 3.7 99 0.00
91 T d-Limonene 0.962 0.921 4.3 o8 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.513 0.478 6.8 103 0.00
53 T n-Undecane 2.235 2.131 4.7 98 0.00
94 T 1,2,4-Trichlorobenzene 1.281 1.098 14.3 101 0.00
95 T Naphthalene 3.501 3.540 -1.1 115 0.00
96 T n-Dodecane 2.182 2.001 8.3 99 0.00
97 T Hexachloro-1,3-butadiene 0.778 0.793 -1.9 105 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Data Path J:\MSlB\DATA\ZOO7_lO\08\
Data File 10080713.D

Acg On 8 Oct 2007 17:22

Operator CH

Sample 25ng TO-15 CCV STD

Misc : S$20-09260707/520-09260706
ALS Vial : 1 Sample Multiplier: 1
Quant Time: Oct 08 17:57:41 2007

Quant Method J:\MS13\METHODS\R13092607 .M
Quant Title TO-15

QLast Update Thu Sep 27 12:31:49 2007

Regponse via Initial Calibration

200%

Max.

R.T. Dev

Tekmar AutoCan/HP 6890/HP 5975 MSD

0.33min

$Dev Area$% Dev (min)

Min. RRF 0.000 Min. Rel. Area

Max. RRF Dev 30% Max. Rel. Area
Compound AvgRF
1 IR Bromochloromethane (IS1) 1.000
2 T Propene 1.993
37T Dichlorodifluoromethane 2.778
4 T Chloromethane 3.730
5 T Freon 114 1.256
6 T vVinyl Chloride 2.628
7T 1,3-Butadiene 2.430
g8 T Bromomethane 1.160
S T Chloroethane 1.256
10 T Ethanol 1.385
11 T Acetonitrile 3.620
12 T Acrolein 1.180
13 T Acetone 1.689
14 T Trichlorofluoromethane 2.190
15 T Isopropanol 4.648
16 T Acrylonitrile 2.812
17 T 1,1-Dichloroethene 1.289
18 T tert-Butanol 3.967
19 T Methylene Chloride 1.375
20 T Allyl Chloride 2.619
21 T Trichlorotrifluoroethane 1.317
22 T Carbon Disulfide 5.394
23 T trans-1,2-Dichloroethene 2.656
24 T 1,1-Dichloroethane 2.685
25 T Methyl tert-Butyl Ether 3.633
26 T Vinyl Acetate 0.186
27 T 2-Butanone 0.866
28 T cis-1,2-Dichloroethene 2.406
29 T Diisopropyl Ether 1.058
30 T Ethyl Acetate 0.618
31 7T n-Hexane 3.326
32 T Chloroform 1.846
33 S 1,2-Dichloroethane-d4 (SS1) 1.586
34 T Tetrahydrofuran 0.844
35 T Ethyl tert-Butyl Ether 1.526
36 T 1,2-Dichloroethane 2.224
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.468

R13092607.M Mon Oct 08 17:59:01 2007

=

FRPORRMFEFNMNOONOOWNNPHFNRFRWHNIPBRERREPERFRWRERERENDNDRE WD

0.0 116 0.00
18.5 100 0.00
15.2 104 0.00
1.0 101 0.00
11.4 109 0.00
10.8 112 0.00
13.6 101 0.00

6.3 109 0.00

9.2 109 0.00
11.6 99 0.00
11.3 99 0.00

7.1 101 0.00
15.9 110 0.00
13.9 103 0.00
10.0 o8 0.00

6.7 101 0.00
10.2 108 0.00

8.0 100 0.00
11.2 107 0.00
10.8 S8 0.00
14.1 108 0.00
11.6 108 0.00
11.7 104 0.00
10.7 108 0.00
11.6 104 0.00

-26.9 122 0.00

4.7 108 0.00
10.9 105 0.00

8.5 108 0.00

9.4 106 0.00
19.7 100 0.00
10.6 109 0.00

3.7 110 0.00

6.8 107 0.00

8.8 105 0.00
14.5 101 0.00

0.0 112 0.00
15.2 103 0.00

Page: 1
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

Response via

Min. RRF. 0.000 Min. Rel. Area

Max. RRF Dev 30% Max. Rel. Area 2

Compound AVgRF

39 T Isopropyl Acetate 0.230
40 T 1-Butanol 0.360
41 T Benzene 1.121
42 T Carbon Tetrachloride 0.438
43 T Cyclohexane 0.433
44 T tert-Amyl Methyl Ether 0.770
45 T 1,2-Dichloropropane 0.373
46 T Bromodichloromethane - 0.368
47 T Trichloroethene 0.339
48 T 1,4-Dioxane 0.212
49 T Isooctane 1.747
50 T Methyl Methacrylate 0.119
51 T n-Heptane 0.284
52 T cis-1,3-Dichloropropene 0.462
53 T 4-Methyl-2-pentanone 0.411
54 T trans-1,3-Dichloropropene 0.417
55 T 1,1,2-Trichloroethane 0.288
56 I Chlorobenzene-ds (IS3) 1.000
57 8 Toluene-d8 (882) 2.230
58 T Toluene 2.733
59 T 2-Hexanone 2.333
60 T Dibromochloromethane 0.790
61 T 1,2-Dibromoethane 0.783
62 T Butyl Acetate 2.315
63 T n-Octane 0.841
64 T Tetrachloroethene 0.891
65 T Chlorobenzene 1.927
66 T Ethylbenzene 3.149
67 T m- & p-Xylene 2.017
68 T Bromoform 0.592
69 T Styrene 2.050
70 T o-Xylene 2.218
71 T n-Nonane 1.996
72 T 1,1,2,2-Tetrachloroethane 0.947
73 S Bromofluorobenzene (SS3) 0.934
74 T Cumene 3.141
75 T alpha-Pinene 1.553
76 T n-Propylbenzene 3.616

LIVALUALE COULLL LU L LY el b/l el rdd b e

J:\MS13\DATA\2007 10\08\
10080713.D

8 Oct 2007 17:22
CH
25ng TO-15 CCV STD
S20-09260707/820-09260706
1 Sample Multiplier: 1

Oct 08 17:57:41 2007

J:\MS13\METHODS\R13092607.M

TO-15 Tekmar AutoCan/HP 689O/HPJ5975 MSD

Thu Sep 27 12:31:49 2007

Initial Calibration

R13092607.M Mon Oct 08 17:59:01 2007

50% Max. R.T. Dev
00%

CCRF

0.225 2
0.367 -1
1.002 10
0.390 11
0.389 10
0.702 8
0.340 8
0.335 9
0.295 13
0.204 3
1.562 10
0.117 1.
0.259 8.
0.430 6.
0.372 9.
0.393 5.
0.263 8.
1.000 0
2.231 -0
2.437 10
1.917 17
0.722 8
0.722 7
2.021 12
0.753 10
0.802 10.
1.744 9.
2.853 S.
1.829 9.
0.567 4
1.856 S
1.977 10
1.666 16
0.908 4
0.950 -1
2.887 8
1.420 8
3.386 6

B OVRE JF OV UITNDWPeRUOTOUTI0OONDOOO

LJOUTWO-JOmMOOWNnNOONWN

0.33min

$Dev Area% Dev (min)
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o
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:

Quant Method

Quant Tit

QLast Update
Response via

le

LVALUALE CULLLLIIULLLIY WOl dddl LAl il N e

J:\MS13\DATA\2007_10\08\
10080713.D
8 Oct 2007

CH

25ng TO-15 CCV STD

S20-09260707/520-09260706

1 Sample Multiplier: 1

17:22

Oct 08 17:57:41 2007

J: \MSlB\METHODS\R13092607 M
Tekmar AutoCan/HP 6890/HP 5975 MSD
Thu Sep 27 12:31:49 2007

TO-15

Initial Calibration

a
a

2

50%
00%

Max.

$Dev Area%

Dev (min)

Min. RRF 0.000 Min. Rel. Are

Max. RRF Dev 30% Max. Rel. Are
Compound

77 T 3-Ethyltoluene

78 T 4-Ethyltoluene

79 T 1,3,5-Trimethylbenzene

80 T alpha-Methylstyrene

81 T 2-Ethyltoluene

82 T 1,2,4-Trimethylbenzene

83 T -Decane

84 T Benzyl Chloride

85 T 1,3-Dichlorobenzene

86 T 1,4-Dichlorobenzene

87 T gec-Butylbenzene

88 T p-Isopropyltoluene

89 T 1,2,3-Trimethylbenzene

90 T 1,2-Dichlorobenzene

91 T d-Limonene

92 T 1,2-Dibromo-3-Chloropropane

93 T n-Undecane

94 T 1,2,4-Trichlorobenzene

95 T Naphthalene

96 T n-Dodecane

97 T Hexachloro-1,3-butadiene

[
UTOYER OV 00 UTWOWOW~I IO

R13092607.M Mon Oct 08 17:59:01 2007

SPCC's out

CCC's out

Page:
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\10\
Data File : 10100702.D

Acg On : 10 Oct 2007 9:33
Operator : SC

Sample : 25ng TO-15 CCV STD

Misc : S20-09270703/820-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 10 10:02:25 2007
Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

OLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF ; 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF $Dev Area$% Dev{min)

1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 111 0.00
2T Propene 2.568 2.124 17.3 98 0.00
37 Dichlorodifluoromethane 3.671 3.193 13.0 105 0.00
4 T Chloromethane 4.144 4.161 -0.4 108 0.00
5T Freon 114 1.230 1.233 -0.2 122 0.00
6 T Vinyl Chloride 3.119 3.219 -3.2 117 0.00
7T 1,3-Butadiene 2.781 2.979 -7.1 115 0.00
8 7T Bromomethane 1.274 1.2490 2.7 119 0.00
9 T Chloroethane 1.328 1.326 0.2 113 0.00
10T Ethanol 2.044 1.804 11.7 105 0.00
11 7T Acetonitrile 4.528 4.383 3.2 101 0.00
12 T Acrolein 1.627 1.505 7.5 103 0.00
37 Acetone 2.053 1.850 9.9 105 0.00
14 7T Trichlorofluoromethane 2.808 2.512 10.5 108 0.00
15 7T Isopropanol 6.170 5.724 7.2 100 0.00
16 7T Acrylonitrile 3.524 3.360 4.7 103 0.00
17 7T 1,1-Dichloroethene 1.487 1.308 12.0 105 0.00
8 T tert-Butanol 5.995 5.481 8.6 103 0.00
19 T Methylene Chloride 1.581 1.364 13.7 104 0.00
20T Allyl Chloride 2.641 2.471 6.4 103 0.00
21T Trichlorotrifluoroethane 1.008 0.910 9.7 109 0.00
22T Carbon Disulfide 6.642 5.617 15.4 104 0.00
237 trans-1,2-Dichlorcoethene 3.214 2.877 10.5 103 0.00
24 T 1,1-Dichloroethane 3.638 3.176 12.7 104 0.00
25 T . Methyl tert-Butyl Ether 4.573 4.064 11.1 105 0.00
26 T “Vinyl Acetate 0.275 0.284 -3.3 110 0.00
27 T 2-Butanone 1.005 0.907 9.8 101 0.00
28 T cis-1,2~Dichloroethene 2.945 2.637: 10.5 103 0.00
29 T Diisopropyl Ether 1.233 1.104 10.5 104 0.00
30 T Ethyl Acetate 0.784 0.714 8.9 102 0.00
3107 n-Hexane 4.329 3.772 12.9 101 0.00
327 Chloroform 2.389 2.095 12.3 105 0.00
338 1,2-Dichloroethane-d4d (SS1) 2.405 2.383 0.9 107 0.00
54 T Tetrahydrofuran 0.991 0.888 10.4 101 0.00
35 7T Ethyl tert-Butyl Ether 1.740 1.631 6.3 107 0.00
36 T 1,2-Dichloroethane 2.769 2.494 9.9 104 0.00
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 108 0.00
38 T 1,1,1-Trichloroethane 0.515 0.476 7.6 107 0.00
39 T Isopropyl Acetate 0.290 0.277 4.5 102 0.00
40 T 1-Butanol 0.425 0.496 -16.7 100 0.00
417 7 Benzene 1.269 1.105 12.9 102 0.00
427 Carbon Tetrachloride 0.422 0.398 5.7 109 0.00
43T Cyclohexane 0.490 0.434 11.4 103 0.00
44 T tert-Amyl Methyl Ether 0.881 0.824 6.5 105 0.00
45 T 1,2-Dichloropropane 0.457 0.409 10.5 102 0.00
46 T Bromodichloromethane 0.424 0.395 6.8 105 0.00
47 T Trichlorcethene 0.277 0.250 9.7 105 0.00
48 T 1,4-Dioxane 0.221 0.215 2.7 102 0.00
49 T Isooctane 2.197 2.014 8.3 101 0.00
50 T Methyl Methacrylate 0.109 0.105 3.7 104 0.00
51 T n-Heptane 0.317 0.291 8.2 102 0.00

28100507.M Wed Oct 10 10:14:12 2007



Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\10\
Data File : 10100702.D

Acg On : 10 Oct 2007 9:33
Operator . SC

Sample : 2bng TO-15 CCV STD

Migc : §20-09270703/520-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 10 10:02:25 2007
Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Responge via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AvVgRFE CCRF %Dev Area$% Dev(min)
52 T cig-1,3-Dichloropropene 0.520 0.489 6.0 103 0.00
53 7 4-Methyl-2-pentanone 0.476 0.456 4.2 101 0.00
54 T trans-1,3-Dichloropropene 0.478 0.460 3.8 105 0.00
55 T 1,1,2-Trichloroethane 0.302 0.280 7.3 106 0.00
56 1 Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 107 0.00
57 8 Toluene-d8 (S82) 2.206 2.193 0.6 107 0.00
58 T Toluene 2.318 2.059 11.2 104 0.00
59 T 2-Hexanone 2.014 1.901 5.6 98 0.00
60 T Dibromochloromethane 0.557 0.525 5.7 108 0.00
61 T 1,2-Dibromoethane 0.575 0.534 7.1 106 0.00
62 T Butyl Acetate 1.973 2.020 -2.4 98 0.00
53 T n-0Octane 0.806 0.748 7.2 103 0.00
64 T Tetrachloroethene 0.533 0.48 9.9 108 0.00
65 T Chlorobenzene 1.373 1.234 10.1 105 0.00
66 T Ethylbenzene 2.658 2.429 8.6 105 0.00
67T m- & p-Xylene 1.754 1.600 8.8 106 0.00
68 T Bromoform 0.348 0.344 1.1 110 0.00
69 T Styrene 1.363 1.332 2.3 106 0.00
70 T o-Xylene 1.879 1.725 8.2 106 0.00
71T n-Nonane 1.731 1.611 6.9 101 0.00
72 T 1,1,2,2-Tetrachloroethane 0.889 0.817 8.1 104 0.00
73S Bromofluorobenzene (SS3) 0.632 0.653 -3.3 111 0.00
74T Cumene 2.272 2.091 8.0 107 0.00
75 T alpha-Pinene 1.201 1.219 -1.5 108 0.00
/6 T n-Propylbenzene 3.094 2.908 6.0 106 0.00
7T 3-Ethyltoluene 2.281 2.210 3.1 108 0.00
78 T 4-Ethyltoluene 2.199 2.042 7.1 108 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.753 7.0 109 0.00
80 T alpha-Methylstyrene 0.795 0.952 -19.7 109 0.00
81 T 2-BEthyltoluene 2.286 2.167 5.2 109 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.722 8.3 109 0.00
83 T n-Decane 1.795 1.514 15.7 97 0.00
84 T Benzyl Chloride 1.864 1.824 2.1 102 0.00
85 T 1,3-Dichlorobenzene 1.028 0.938 8.8 109 0.00
86 T 1,4-Dichlorobenzene 0.972 0.923 5.0 110 0.00
87 T sec-~-Butylbenzene 2.510 2.343 6.7 108 0.00
88 T p-Isopropyltoluene 1.915 1.820 5.0 108 0.00
89 T 1,2,3-Trimethylbenzene 1.810 1.651 8.8 106 0.00
90 T 1,2-Dichlorobenzene 0.954 0.859 10.0 109 0.00 .
91 T d-Limonene 0.648 0.754 -16.4 101 0.00 - ] 05{5/¢\7
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.310 -1.6 110 0.00 L [ {
93 T n-undecane 1.687 1.233 26.9 77 0.00
94 1,2,4-Trichlorobenzene 0.595 0.429 27.9 84 0.00
55 T Naphthalene 1.756 1.260 28.2 76 0.00
96 T n-Dodecane 1.368 1.046 23.5 74 0.00
97 T Hexachloro-1, 3-butadiene 0.380 0.301 20.8 92 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\10\

Data File 10100704.D

Acg On 10 Oct 2007 11:11

Operator . SC

Sample ing TO-15 CRQL STD

Misc : 820-09270703/820-09250710

ALS Vial 1 Sample Multiplier: 1
Quant Time: Oct 10 11:40:12 2007

Quant Method J:\MSO08\METHODS\R8100507 .1
Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update Sat Oct 06 12:55:19 2007

Response via

Min.
Mas .

o

i
CY Ul WD = QW00 IO U WS

e

—

b

17

RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev
RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF

Bromochloromethane (IS1) 1.000 1.000 0.0 96
Propene 2.568 2.531 1.4 94
Dichlorodifluoromethane 3.671 3.755 -2.3 96
Chloromethane 4.144 4.890 -18.0 105
Freon 114 1.230 1.413 -14.9 109
Vinyl Chloride 3.119 3.840 -23.1 116
1,3-Butadiene 2.781 3.383 -21.6 118
Bromomethane 1.274 1.413 -10.9 103
Chloroethane 1.328 1.576 -18.7 108
Ethanol 2.044 2.135 -4.5 98
Acetonitrile 4.528 4,455 1.6 99
Acrolein 1.627 1.584 , 2.6 96
Acetone 2.053 2.862 -39.4#7105
Trichlorofluoromethane 2.808 2.803 UT2TT 94
Isopropanol 6.170 6.187 ~-0.3 93
Acrylonitrile 3.524 3.577 -1.5 93
1,1-Dichloroethene 1.487 1.466 1.4 90
tert-Butanol 5.995 5.961 0.6 98
Methylene Chloride 1.581 1.624 -2.7 89
Allyl Chloride 2.641 2.699 -2.2 98
Trichlorotrifluoroethane 1.008 1.050 -4.2 97
Carbon Disulfide 6.642 8.030 -20.9 105
trans-1,2-Dichloroethene 3.214  3.309 -3.0 96
1,1-Dichloroethane 3.638 3.667 -0.8 92
Methyl tert-Butyl Ether 4.573 4.464 2.4 92
Vinyl Acetate 0.275 0.245 10.9 92
2-Butanone 1.005 1.020 -1.5 92
cig-1,2-Dichloroethene 2.945 2.985 -1.4 96
Diisopropyl Ether 1.233 1.216 1.4 94
Ethyl Acetate 0.784 0.790 -0.8 93
n-Hexane 4,329 4.349 -0.5 94
Chloroform 2.389 2.406 -0.7 93
1,2-Dichloroethane-d4 (SS1) 2.405 2.419 ~-0.6 95
Tetrahydrofuran 0.991 0.978 1.3 92
Ethyl tert-Butyl Ether 1.740 1.734 0.3 94
1,2-Dichloroethane 2.769 2.821 -1.9 97
1,4-Difluorobenzene (I82) 1.000 1.000 0.0 93
1,1,l-Trichloroethane 0.515 0.531 -3.1 94
Isopropyl Acetate 0.290 0.292 -0.7 93
1-Butanol 0.425 0.305 28.2 95
Benzene 1.269 1.273 -0.3 94
Carbon Tetrachloride 0.422 0.413 2.1 92
Cyclohexane 0.490 0.523 -6.7 95
tert-Amyl Methyl Ether 0.881 0.885 -0.5 93
1,2-Dichloropropane 0.457 . 0.458 -0.2 92
Bromodichloromethane 0.424 0.422 0.5 96
Trichloroethene 0.277 0.269 2.9 90
1,4-Dioxane 0.221 0.222 -0.5 87
Isococtane 2.197 2.281 -3.8 95
Methyl Methacrylate 0.109 0.107 1.8 91
n-Heptane 0.317 0.323 -1.9 91
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Initial Calibration

.M Wed Oct 10 11:49:39 2007

0.33min
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%¥Dev Area$% Dev(min)
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Evaluate Continuling callipratlon Report

Data Path : J:\MS08\Data\2007_10\10\
Data File : 10100704.D

Acg On : 10 Oct 2007 11:11
Operator : SC

Sample : Ing TO-15 CRQL STD

Misc : $20-08270703/520-09250710
ALS Vial 1 Sample Multiplier: 1

Quant Time: Oct 10 11:40:12 2007
Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Regsponse via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF %Dev Area% Dev(min)
52 7T cig-1,3-Dichloropropene 0.520 0.526 -1.2 94 0.00
53 T 4-Methyl-2-pentanone 0.476 0.455 4.4 90 0.00
54 T trans-1,3-Dichloropropene 0.478 0.466 2.5 2 0.00
55 T 1,1,2-Trichloroethane 0.302 0.313 -3.6 96 -0.01
56 1 Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 94 0.00
5708 Toluene-d8 (S8S82) 2.206 2.192 0.6 94 0.00
58 T Toluene 2.318 2.338 -0.9 95 -0.01
59 T 2-Hexanone 2.014 1.887 6.3 92 0.00
60 T Dibromochloromethane 0.557 0.544 2.3 93 -0.01
61 T 1,2-Dibromoethane 0.575 0.570 0.9 94 0.00
62 T Butyl Acetate 1.973 1.831 7.2 90 0.00
63T n-Octane 0.806 0.796 1.2 91 -0.01
64 T Tetrachloroethene 0.533 0.512 3.9 94 0.00
65 T Chlorobenzene 1.373 1.369 0.3 89 0.00
66 T Ethylbenzene 2.658 2.660 -0.1 93 0.00
67 T m- & p-Xylene 1.754 1.748 0.3 92 -0.01
68 T Bromoform 0.348 0.333 4.3 93 0.00
69 T Styrene 1.363 1.230 9.8 89 0.00
70T o-Xylene 1.879 1.916 -2.0 96 0.00
71T n-Nonane 1.731 1.806 -4.3 92 0.00
72T 1,1,2,2-Tetrachloroethane 0.889 0.908 -2.1 95 0.00
738 Bromofluorobenzene (SS3) 0.632 0.639 -1.1 98 0.00
74T Cumene . 2.272 2.203 3.0 92 0.00
75 T alpha-Pinene 1.201 1.014 15.6 84 0.00
76 T n-Propylbenzene 3.094 3.129 ~1.1 92 0.00
77T 3-Ethyltoluene 2.281 2.308 -1.2 94 0.00
78 T 4-Ethyltoluene 2.199 2.250 -2.3 94 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.883 0T 90 0.00
80 T alpha-Methylstyrene 0.795 0.451 43.3#/ 72 0.00
gL T 2-Ethyltoluene 2.286 2.357 =31 7 92 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.914 ~-2.0 91 0.00
43 T n-Decane 1.795 1.904 -6.1 92 0.00
g4 T Benzyl Chloride 1.864 1.554 16.6 83 0.00
g5 T 1,3-Dichlorobenzene 1.028 1.067 -3.8 96 0.00
86 T 1,4-Dichlorobenzene 0.972 1.020 -4.9 96 0.00
87 T sec-Butylbenzene 2.510 2.546 -1.4 91 0.00
38 T p-Isopropyltoluene 1.915 1.953 -2.0 92 0.00
89 T 1,2.,3-Trimethylbenzene 1.810 1.836 -1.4 89 0.00
90 T 1,2~Dichlorobenzene 0.954 0.974 mZrE 95 0.00
91 T d-Limonene 0.648 0.389 “:40.0#} 74 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.273 1057 87 0.00
93 7 n-Undecane 1.687 1.644 2.5 88 0.00
G4 1,2,4-Trichlorobenzene 0.595 0.598 -0.5 88 0.00
95 T Naphthalene 1.756 1.376 21.6 80 0.00
Y96 T n-Dodecane 1.368 1.140 16.7 90 0.00
57 Hexachloro~1, 3-butadiene 0.380 0.391 -2.9 91 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0

28100507.M Wed Oct 10 11:49:39 2007
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Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\10\
Data File 10100709.D

Acg On 10 Oct 2007 15:07
Operator SC

Sample 25ng TO-15 CCV (CLOSING)
Misc $20-09270703/520-10030704
ALS Vial 1 Sample Multiplier: 1

Quant Time:
Quant Method
Quant Title
QLast Update

Oct 10 15:37:43 2007
J:\MSO08\METHODS\R8100507 .M
T0-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007

Resgponse via Initial Calibration

Min. RRF 0.000 Min. Rel. Area 50% Max. R.T. Dev 0.33min
Max . RRF Dev 30% Max. Rel. Area 200%
Compound AvgRF CCRF %Dev Area% Dev(min)
1 IR Bromochloromethane (IS1) 1.000 1.000 0.0 91 0.00
2T Propene 2.568 2.443 4.9 93 0.01
3T Dichlorodifluoromethane 3.671 3.331 9.3 90 0.00
4 T Chloromethane 4.144 4.580 -10.5 98 0.00
5 T Freon 114 1.230 1.231 -0.1 101 0.01
6 T Vinyl Chloride 3.119 3.493 -12.0 105 0.01
7T 1,3-Butadiene 2.781 3.378 -21.5 108 0.01
8 T Bromomethane 1.274 1.260 1.1 100 0.00
9 7 Chloroethane 1.328 1.423 -7.2 100 0.00
107 Ethanol 2.044 2.130 -4.2 102 0.01
1L 7T Acetonitrile 4.528 4.852 -7.2 93 0.00
2T Acrolein 1.627 1.599 1.7 91 0.00
137 Acetone 2.053 1.959 4.6 92 0.00
14 T Trichlorofluoromethane 2.808 2.486 11.5 88 0.00
15 T Isopropanol 6.170 6.319 -2.4 91 0.01
16 T Acrylonitrile 3.524 3.640 -3.3 92 0.01
17 7T 1,1-Dichloroethene 1.487 1.342 8.8 89 0.00
18 T tert-Butanol 5.995 5.774 3.7 90 0.01
19 7T Methylene Chloride 1.581 1.408 10.9 89 0.00
20 T Allyl Chloride 2.641 2.748 -4.1 95 0.00
21 T Trichlorotrifluoroethane 1.008 0.898 10.9 89 0.00
22T Carbon Disulfide 6.642 5.848 12.0 90 0.00
23 T trans-1,2-Dichloroethene 3.214 3.043 5.3 90 0.00
24 7T 1,1-Dichloroethane 3.638 3.365 7.5 91 0.00
25 T Methyl tert-Butyl Ether 4.573 4.157 9.1 88 0.00
26 T Vinyl Acetate 0.275 0.278 -1.1 89 0.01
27 T 2-Butanone 1.005 0.955 5.0 88 0.00
28 T cis-1,2-Dichloroethene 2.945 2.810 4.6 90 0.00
29 T Diisopropyl Ether 1.233 1.158 6.1 90 0.00
30T Ethyl Acetate 0.784 0.757 3.4 89 0.00
317 n-Hexane 4.329 4.078 5.8 90 0.00
32 T Chloroform 2.389 2.153 9.9 89 0.00
33 S 1,2-Dichloroethane-d4 (SS1) 2.405 2.476 -3.0 92 0.00
34 T Tetrahydrofuran 0.991 0.931 6.1 88 0.00
35 T Ethyl tert-Butyl Ether 1.740 1.670 4.0 91 0.00
36 T 1,2-Dichloroethane 2.769 2.633 4.9 91 0.00
37 IR 1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 91 0.00
58 T 1,1,1-Trichloroethane 0.515 0.465 9.7 89 0.00 y [“[/v 7
39 T Isopropyl Acetate 0.290 0.289 0.3 90 0.00 /d | Gg(ﬁ/”/
40 T 1-Butanol 0.425 0.521 -22.6 88 0.00 (— B
41 T Benzene 1.269 1.138 10.3 89 0.00
427 Carbon Tetrachloride 0.422 0.383 9.2 88 0.00
43 T Cyclohexane 0.490 0.443 9.6 89 0.00
a4 T tert-Amyl Methyl Ether 0.881 0.838 4.9 91 0.00
45 T 1,2-Dichloropropane 0.457 0.428 6.3 90 0.00
46 T Bromodichloromethane 0.424 0.397 6.4 89 0.00
47 T Trichloroethene 0.277 0.250 9.7 89 0.00
48 T 1,4-Dioxane 0.221 0.221 0.0 88 0.00
49 T Isooctane 2.197 2.134 2.9 91 0.00
50T Methyl Methacrylate 0.109 0.106 2.8 89 0.00 157
LT n-Heptane 0.317 0.301 5.0 89 0.00
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\10\
Data File : 10100709.D

Acg On : 10 Oct 2007 15:07
Operator : SC ’

Sample : 25ng TO-15 CCV (CLOSING)
Misc : §20-09270703/820-10030704
ALS Vial = 1 Sample Multiplier: 1

Quant Time: Oct 10 15:37:43 2007
Quant Method : J:\MS08\METHODS\R8100507.M

Quant Title : T0-15 Tekmar AutoCan/HP 6890/HP 5973 MSD

QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min

Max . RRF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF %$Dev Area$% Dev(min)
52 T cis-1,3-Dichloropropene 0.520 0.496 4.6 38 0.00
53 T 4 -Methyl-2-pentanone 0.476 0.483 -1.5 91 0.00
54 T trans-1,3-Dichloropropene 0.478 0.461 3.6 89 0.00
55 T 1.,1,2-Trichlorocethane 0.302 0.286 5.3 92 0.00
56 1 Chlorobenzene-d5 (IS83) 1.000 1.000 0.0 92 0.00
57 S Toluene-d8 (S82) 2.206 2.154 2.4 91 0.00
58 T Toluene 2.318 2.050 11.6 89 0.00
59 T 2~Hexanone 2.014 2.100 -4.3 93 0.00
60 T Dibromochloromethane 0.557 0.506 9.2 90 0.00
6l T 1,2-Dibromoethane 0.575 0.529 8.0 91 0.00
62 T Butyl Acetate 1.973 2.209 -12.0 92 0.00
63 T n-Octane 0.806 0.772 4.2 91 0.00
64 T Tetrachloroethene 0.533 0.465 12.8 90 0.00
65 T Chlorobenzene 1.373 1.214 11.6 89 0.00
66 T Ethylbenzene 2.658 2.426 8.7 90 0.00
67 T m- & p-Xylene 1.754 1.590 9.4 90 0.00
68 T Rromoform 0.348 0.330 5.2 91 0.00
69 T Styrene 1.363 1.313 3.7 90 0.00
70 T o-Xylene 1.879 1.710 9.0 91 0.00
71T n-Nonane 1.731 1.769 -2.2 96 0.00
72T 1,1,2,2-Tetrachloroethane 0.889 0.820 7.8 90 0.00
73 S Bromofluorobenzene (SS3) 0.632 0.647 -2.4 94 0.00
74 T Cumene 2.272 2.057 9.5 90 0.00
75 T alpha-Pinene 1.201 1.223 -1.8 93 0.00
76 T n-Propylbenzene 3.094 2.929 5.3 92 0.00
77T 3-Ethyltoluene 2.281 2.183 4.3 92 0.00
78 T 4-Ethyltoluene 2.199 2.016 8.3 92 0.00
79T 1,3,5-Trimethylbenzene 1.884 1.734 8.0 93 0.00
30 T alpha-Methylstyrene 0.795 0.952 ~-19.7 93 0.00
31 T 2-Ethyltoluene 2.286 2.167 5.2 93 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.717 8.5 94 0.00
83T n-Decane 1.795 1.582 11.9 87 0.00
84 T Benzyl Chloride 1.864 1.863 0.1 90 0.00
85 T 1,3-Dichlorobenzene 1.028 0.938 8.8 93 0.00
86 T 1,4-Dichlorobenzene 0.972 0.913 6.1 94 0.00 rof —
37 T sec-Butylbenzene 2.510 2.364 5.8 94 0.00 /ﬁ ///”(@pr(d /
88 T p-Isopropyltoluene 1.915  1.817 5.1 93 0.00 9 -~ /
39 T 1,2,3-Trimethylbenzene 1.810 1.662 8.2 92 0.00
90 T 1,2-Dichlorobenzene 0.954 0.862 9.6 94 0.00
91 T d-Limonene 0.648 0.779 -20.2 90 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.310 -1.6 94 0.00
93 T n-Undecane 1.687 1.263 25.1 68 0.00
94 1,2,4-Trichlorobenzene 0.585 0.421 29.2 71 0.00
95 T Naphthalene 1.756 1.219 30.6% 63 0.00
96 T n-Dodecane 1.368 1.032 24.6 63 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.289 23.9 76 0.00
(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Data P
Data F
Acg On
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RF : 0.000 Min. Rel. Area 50% Max. R.T. Dev

RF Dev : 30% Max. Rel. Area : 200%

Compound AVgRF CCRF
Bromochloromethane (IS1) 1.000 1.000 0.0 104
Propene 2.568 2.885 -12.3 125
Dichlorodifluoromethane 3.671 3.664 0.2 113
Chloromethane 4.144 5.311 -28.2 129
Freon 114 1.230 1.345 -9.3 125
Vinyl Chloride 3.119 3.867 -24.,0 132
1,3-Butadiene 2.781  3.885 K;gﬁ:&u
Bromomethane 1.274 1.338 -5.0 120
Chloroethane 1.328 1.535 -15.6 122
Ethanol 2.044 2.468 -20.7 134
Acetonitrile 4.528 5.735 -26.7 124
Acrolein 1.627 1.754 -7.8 113
Acetone 2.053 2.220 -8.1 118
Trichlorofluoromethane 2.808 2.669 5.0 107
Isopropanol 6.170 7.409 -20.1 122
Acrylonitrile 3.524 4.083 -15.9 117
1,1-Dichloroethene 1.487 1.432 3.7 108
tert-Butanocl 5.995 6.424 -7.2 113
Methylene Chloride 1.581 1.512 4.4 108
Allyl Chloride 2.641 3.241 -22.7 127
Trichlorotrifluorocethane 1.008 0.966 4.2 108
Carbon Disulfide 6.642 6.379 4.0 111
trans-1,2-Dichloroethene 3.214 3.221 ~0.2 108
1,1-Dichloroethane 3.638 3.610 0.8 110
Methyl tert-Butyl Ether 4.573 4.442 2.9 107
Vinyl Acetate 0.275 0.329 -19.6 120
2-Butancne 1.005 1.021 -1.6 107
cig-1,2-Dichloroethene 2.945 3.000 -1.9 109
Diisopropyl Ether 1.233 1.197 2.9 105
Ethyl Acetate 0.784 0.811 -3.4 108
n-Hexane 4.329 4,399 -1.6 110
Chloroform 2.389 2.298 3.8 108
1,2-Dichloroethane~-d4 (SS1) 2.405 2.504 -4.1 105
Tetrahydrofuran 0.991 0.997 -0.6 106
Ethyl tert-Butyl Ether 1.740 1.732 0.5 107
1,2-Dichloroethane 2.769 2.841 -2.6 111
1,4-Difluorobenzene (IS2) 1.000 1.000 0.0 103
1,1,1-Trichloroethane 0.515 0.498 3.3 108
Isopropyl Acetate 0.290 0.308 -6..2.. 108
1-Butanol 0.425 0.571 ﬁgz; #2210
Benzene 1.269  1.205 TTTBTUTT106
Carbon Tetrachloride 0.422 0.413 2.1 108
Cvyclohexane 0.490 0.462 ' 5.7 104
tert-Amyl Methyl Ether 0.881 0.879 0.2 107
1,2-Dichloropropane 0.457 0.458 -0.2 109
Bromodichloromethane 0.424 0.425 -0.2 108
Trichlorcethene 0.277 0.267 3.6 107
1,4-Dioxane 0.221 0.234 -5.9 106
Isooctane 2.197 2.294 -4.4 110
Methyl Methacrylate 0.109 0.112 -2.8 106
n-Heptane 0.317 0.318 -0.3 106

Evaluate Continuing Calibration Report

ath : J:\MS08\Data\2007_10\15\
ile : 10150701.D

: 15 Oct 2007 8:33
or : SC

25ng TO-15 CCV STD
: §20-09270703/520-10030704
al 1 Sample Multiplier: 1
Time: Oct 15 09:09:17 2007

Method : J:\MSOB8\METHODS\R8100507.M

Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Update : Sat Oct 06 12:55:19 2007

se via : Initial Calibration

.M Mon Oct 15 09:22:57 2007

0.33min

OO0 OCOOOOOOOOC OO

OO0 OO0 ODOODOOOCOOOO0O

$Dev Area% Dev(min)

Page:

1

159



Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:
Quant Method
Quant Title
QLast Update

Evaluate Continuing Calibration Report

J:\MS08\Data\2007_10\15\
10150701.D

15 Oct 2007 8:33

SC

25ng TO-15 CCV STD
S20-09270703/520-10030704
1 Sample Multiplier: 1

Oct 15 09:09:17 2007
J:\MSO8\METHODS\R8100507 .M
TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007

Response via Initial Calibration

Min. RRF : 0.000 Min. Rel. Area 50% Max. R.T. Dev 0.33min
Max . RRF Dev : 30% Max. Rel. Area 200%
Compound AvVgRF CCRF

52 T cis-1,3-Dichloropropene 0.520 0.527 -1.3 106
53 T 4-Methyl-2-pentanone 0.476 0.531 -11.6 113
54 T trans-1,3-Dichloropropene 0.478 0.488 -2.1 106
55 T 1,1,2-Trichloroethane 0.302 0.302 0.0 109
56 T Chlorobenzene-d5 (I1S3) 1.000 1.000 0.0 106
57 8 Toluene-d8 (SS82) 2.206 2.102 4.7 101
58 T Toluene 2.318 2.156 7.0 108
59 T 2-Hexanone 2.014 2.367 -17.5 120
60 T Dibromochloromethane 0.557 0.534 4.1 109
61 T 1,2-Dibromoethane 0.575 0.558 3.0 110
62 T Butyl Acetate 1.973 2.493 -26.4 119
63 T n-0Octane 0.806 0.821 -1.9 111
64 T Tetrachloroethene 0.533 0.485 9.0 107
65 T Chlorobenzene 1.373 1.268 7.6 106
66 T Ethylbenzene 2.658 2.549 4.1 108
67 T m- & p-Xylene 1.754 1.665 5.1 108
68 T Bromoform 0.348 0.350 -0.6 110
69 T Styrene 1.363 1.370 -0.5 108
70 T o-Xylene 1.879 1.812 3.6 110
71T n-Nonane 1.731 1.976 -14.2 123
72T 1,1,2,2-Tetrachloroethane 0.889 0.879 1.1 110
738 Bromofluorobenzene (SS3) 0.632 0.677 -7.1 113
74T Cumene 2.272 2.145 5.6 108
75 T alpha-Pinene 1.201 1.260 -4.9 110
76 T n-Propylbenzene 3.094 3.127 -1.1 112
77T 3-Ethyltoluene 2.281 2.287 -0.3 110
78 T 4-Ethyltoluene’ 2.199 2.135 2.9 111
79 T 1,3,5-Trimethylbenzene 1.884 1.849 1.9 113
80 T alpha-Methylstyrene 0.795 0.994 -25.0 112
81 T 2-Ethyltoluene 2.286 2.310 -1.0 114
82 T 1,2,4-Trimethylbenzene 1.877 1.850 1.4 116
83 T n-Decane 1.795 1.788 0.4 113
84 T Benzyl Chloride 1.864 2.064 -10.7 114
85 T 1,3-Dichlorobenzene 1.028 1.002 2.5 114
86 T 1,4-Dichlorobenzene 0.972 0.983 -1.1 115
87 T gec-Butylbenzene 2.510 2.533 -0.9 115
38 T p-Isopropyltoluene 1.915 1.987 -3.8 116
89 T 1,2,3-Trimethylbenzene 1.810 1.827 -0.9 116
90 T 1,2-Dichlorobenzene 0.954 0.939 1.6 117
91 T -Limonene 0.648 0.859 (=32.6#5114
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.350 “%é;ﬁm 122
93 T n-Undecane 1.687 1.181 {EQAQ,) 73
94 1,2,4-Trichlorobenzene 0.595 0.430 2Tl 83
95 T Naphthalene 1.756  1.171 (33.3% 69
96 T n-Dodecane 1.368 0.899 34.3#%> 63
97 T Hexachloro-1,3-butadiene 0.380 0.312 17.9 95

(#) = Out of Range SPCC's out 0 CCC's out = 0

28100507.M Mon Oct 15 09:22:57 2007

%$Dev Area$% Dev(min)
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Data Path
Data File
Acg On
Operator
Sample
Misc

ALS Vial

Quant Time:

Evaluate Continuing Calibration Report

J:\MS08\Data\2007_10\15\
10150703.D
15 Oct 2007
SC

lng TO-15 CRQL STD
$520-09270703/520-09250710
1 Sample Multiplier: 1

10:27

Oct 15 10:58:34 2007

Quant Method J:\MS08\METHODS\R8100507.M
Quant Title TO-15
QLast Update Sat Oct 06 12:55:19 2007

Response via :

Initial Calibration

200%

Max.

Tekmar AutoCan/HP 6890/HP 5973 MSD

R.T. Dev 0.33min

%Dev Area% Dev(min)

Min. RRF 0.000 Min. Rel. Area

Max. RREF Dev 30% Max. Rel. Area
Compound AVgRF
1 IR Bromochloromethane (IS1) 1.000
2 T Propene 2.568
3T Dichlorodifluoromethane 3.671
4 T Chloromethane 4.144
5T Freon 114 1.230
6 T Vinyl Chloride 3.119
7T 1,3-Butadiene 2.781
8 T Bromomethane 1.274
9 T Chlorocethane 1.328
10T Ethanol 2.044
i1 T Acetonitrile 4.528
12 7 Acrolein 1.627
13 7T Acetone 2.053
14 7T Trichlorofluoromethane 2.808
15 T Isopropanol 6.170
16 T Acrylonitrile 3.524
17 7T 1,1-Dichloroethene 1.487
18 T tert-Butanol 5.995
19 7T Methylene Chloride 1.581
20T Allyl Chloride 2.641
21T Trichlorotrifluorocethane 1.008
227 Carbon Disulfide 6.642
23 T trans-1,2-Dichloroethene 3.214
24 T 1,1-Dichloroethane 3.638
25 T Methyl tert-Butyl Ether 4.573
26 T Vinyl Acetate 0.275
27 T 2-Butanone 1.005
28 T cis-1,2-Dichloroethene 2.945
29T Diisopropyl Ether 1.233
30T Ethyl Acetate 0.784
31T n-Hexane 4.329
32T Chloroform 2.389
33 8 1,2-Dichloroethane-d4 (SS1) 2.405
34 T Tetrahydrofuran 0.991
35 7T Ethyl tert-Butyl Ether 1.740
36 T 1,2-Dichloroethane 2.769
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.515
39 7T Isopropyl Acetate 0.290
40 T 1-Butanol 0.425
41 T Benzene 1.269
42 T Carbon Tetrachloride 0.422
43 T Cyclohexane 0.490
44 T tert-Amyl Methyl Ether 0.881
45 T 1,2-Dichloropropane 0.457
46 T Bromodichloromethane 0.424
47 T Trichloroethene 0.277
48 T 1,4-Dioxane 0.221
49 T Isooctane 2.197
50 T Methyl Methacrylate 0.109
51 T n-Heptane 0.317

R8100507.M Mon Oct 15 11:08:38 2007

WHRPPNNMPORFRWRORPPWORRWEREFOR® INWRFRUINRFRFRWD RO W

OQONODODODTOOOHr OO0

.000

L343

0.0 94 -0.02
-21.0 115 0.03
-9.5 102  0.02
<39.78123  0.02
/_2_;}:-5 114 0.02
¢732.4% 423 0.02
L0 5% 134 0.01
-18.0 109  0.00
-26.4 113 0.00
-15.2 106 -0.03
-18.8 118  0.00
0.6 97 0.00
€74.0#3130  0.00
~4.1 V97  0.00
~14.2 104 -0.02
-15.5 105 -0.01
-7.5 97 0.00
-5.7 103 0.0l
-5.6 91 -0.02
-16.5 110 -0.01
-5.2_ 97  0.00
(551.48130  0.00
8.8 100 -0.02
-14.1 103 ~-0.03
0.3 92 -0.01
-2.5 104 -0.01
-5.5 95 0.00
-6.7 99 -0.02
6.8 87 -0.01
-14.4 104 -0.02
-6.2 98 -0.01
-2.8 93 -0.03
-3.4 97 -0.02
-2.7 94  0.00
2.1 91  0.00
-14.3 107 -0.02
0.0 91 -0.01
-9.9 98 -0.02
-3.4 93 0.00
24.9 97 0.01
-7.6 98 -0.02
-1.7 94 -0.01
-9.0 95 -0.02
0.3 91 -0.01
~14.2 102 -0.01
-4.2 98 -0.01
0.0 90 -0.01
-1.8 86 0.0l
-11.1 100 -0.01
8.3 83 -0.02
-8.2 95 -0.02
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Evaluate Continuing Calibration Report

Data Path : J:;\MS08\Data\2007_10\15\
Data File : 10150703.D

Acg On : 15 Oct 2007 10:27
Operator : SC

Sample : lng TO-15 CRQL STD

Misc : S20-09270703/820-09250710
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 15 10:58:34 2007

Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : T0O-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Sat Oct 06 12:55:19 2007

Responge via : Initial Calibration

Min., RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max . RRF Dev :  30% Max. Rel. Area : 200%
Compound AVgRF CCRF %¥Dev Area$ Dev(min)

52 T cis-1,3-Dichloropropene 0.520 0.553 -6.3 97 0.00
53 T 4-Methyl-2-pentanone 0.476 0.502 -5.5 97 0.00
54 T trans-1,3-Dichloropropene 0.478 0.492 -2.9 95 0.00
55 T 1,1,2-Trichloroethane 0.302 0.324 -7.3 97 0.00
56 T Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 93 -0.01
57§ Toluene-d8 (S52) 2.206 2.171 1.6 91 -0.01
58 T Toluene 2.318 2.445 -5.5 97 -0.01
59 T 2 -Hexanone 2.014 2.145 -6.5 103 0.00
60 T Dibromochloromethane 0.557 0.577 -3.6 97 -0.01
61 T 1,2~-Dibromoethane 0.575 0.584 -1.6 94 0.00
62 T Butyl Acetate 1.973 2.032 -3.0 98 0.00
63 T n-0Octane 0.806 0.873 -8.3 98 0.00
64 T Tetrachloroethene 0.533 0.547 -2.6 98 0.00
65 T Chlorobenzene 1.373 1.444 -5.2 92 0.00
66 T Ethylbenzene 2.658 2.688 -1.1 93 0.00
67 T m- & p-Xylene 1.754 1.777 -1.3 92 -0.01
68 T Bromoform 0.348 0.357 -2.6 98 -0.01
69 T Styrene 1.363 1.136 16.7 81 0.00
70 T o-Xylene 1.87% 1.913 -1.8 94 0.00
71T n-Nonane 1.731 2.032 -17.4 102 0.00
72T 1,1,2,2-Tetrachloroethane 0.889 0.960 -8.0 98 0.00
738 Bromofluorobenzene (SS3) 0.632 0.649 -2.7 97 0.00
74T Cumene 2.272 2.197 3.3 90 0.00
75 T alpha-Pinene 1.201 0.963 19.8 78 0.00
76T n-Propylbenzene 3.094 3.209 -3.7 93 0.00
77 T 3-Ethyltoluene 2.281 2.331 -2.2 94 0.00
78 T 4-Ethyltoluene 2.199 2.244 ~2.0 92 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.928 -2.3 91 0.00
80 T alpha-Methylstyrene 0.795 0.358 55.0# 56 0.00
8L T 2-Ethyltoluene 2.286 2.400 -5.0 92 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.911 ~-1.8 90 0.00
83 T n-Decane 1.795 2.045 -13.9 97 0.00
84 T Benzyl Chloride 1.864 1.804 3.2 95 0.00
85 T 1,3-Dichlorobenzene 1.028 1.092 -6.2 97 0.00
86 T 1,4-Dichlorobenzene 0.972 1.021 -5.0 94 0.00
87 T sec-Butylbenzene 2.510 2.613 -4.1 92 0.00
88 T p-Isopropyltoluene 1.915 1.997 -4.3 93 0.00
89 T 1,2,3-Trimethylbenzene 1.810 1.917 -5.9 92 0.00
90 T 1,2-Dichlorobenzene 0.954 1.003 -5.1 96 0.00
91 T d-Limonene 0.648 0.251 61.3# 474 0.00
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.294 3.6 92 0.00 N
93 T n-Undecane 1.687 1.893 -12.2 99 0.00 \ (G{{ ('
G4 1,2,4-Trichlorobenzene 0.595 0.630 -5.9 91 0.00 é%/<f“ -
95 T Naphthalene 1.756 1.724 1.8 99 0.00 L
96 T n-Dodecane 1.368 1.389 -1.5 107 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.411 -8.2 94 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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Evaluate Continuing Calibration Report

Data Path J:\MS08\Data\2007_10\15\
Data File 10150709.D

Acg On 15 Oct 2007 14:41
Operator SC

Sample 25ng TO-15 CCV (CLOSING)
Misc : 820-09270703/520-10030704
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 15 15:07:20 2007
Quant Method
Quant Title

QLast Update

Response via

TO-15

Initial Calibration

J:\MSO8\METHODS\R8100507.M
Tekmar AutoCan/HP 6890/HP 5973 MSD
Sat Oct 06 12:55:19 2007

200%

Max.

R.T. Dev 0.33min

$Dev Area% Dev(min)

Min. RRF 0.000 Min. Rel. Area

Max . RRF Dev 30% Max. Rel. Area
Compound AvgRF
1 IR Bromochloromethane (IS1) 1.000
27 Propene 2.568
37T Dichlorodifluoromethane 3.671
4 T Chloromethane 4.144
5T Freon 114 1.230
6 T Vinyl Chloride 3.119
7T 1,3-Butadiene 2.781
g T Bromomethane 1.274
g 7T Chloroethane 1.328
10T Ethanol 2.044
LT Acetonitrile 4.528
iz Acrolein 1.627
13T Acetone 2.053
14 T Trichlorofluocromethane 2.808
15 7T Isopropanol 6.170
16 T Acrylonitrile 3.524
17 7T 1,1-Dichloroethene 1.487
18 T tert-Butanol 5.995
19 7T Methylene Chloride 1.581
20 T Allyl Chloride 2.641
21 T Trichlorotrifluoroethane 1.008
22T Carbon Disulfide 6.642
23T trans-1,2-Dichloroethene 3.214
24 T 1,1-Dichloroethane 3.638
25 T Methyl tert-Butyl Ether 4.573
26 T Vinyl Acetate 0.275
27 T 2 -Butanone 1.005
28 T cig-1,2~Dichloroethene 2.945
29 T Diisopropyl Ether 1.233
30 T Ethyl Acetate 0.784
317 n-Hexane 4.329
32T Chloroform 2.389
33 S 1,2-Dichlorocethane-d4 (SS1) 2.405
34 T Tetrahydrofuran 0.991
35 T Ethyl tert-Butyl Ether 1.740
36 T 1,2-Dichloroethane 2.769
37 IR 1,4-Difluorobenzene (IS2) 1.000
38 T 1,1,1-Trichloroethane 0.515
39 T Isopropyl Acetate 0.290
10 T 1-Butanol 0.425
41T Benzene 1.269
42 T Carbon Tetrachloride 0.422
43T Cyclohexane 0.490
44 T tert-Amyl Methyl Ether 0.881
45 T 1,2-Dichloropropane 0.457
46 T Bromodichloromethane 0.424
47 T Trichloroethene 0.277
48 T 1,4-Dioxane 0.221
49 T Isococtane 2.197
50 T Methyl Methacrylate 0.109
51 T n-Heptane 0.317

1G100507 .M Mon Oct 15 15:16:57 2007
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1920

.000
.505
L322
.586
.252
L4422
.484
.905
L4775
.442
.271
.241
.405
114
.330

0.0 93 0.01
-11.1 111 0.01
1.0 101  0.01
-28.1 116 0.01
-7.5 111 0.01
-26.1 121  0.01
-36.24 124  0.01
-4.2 108 0.01
-16.1 111  0.01
-14.9 115  0.01
-22.3 108  0.00
-8.9 103  0.00
-6.7 105  0.01
4.2 98  0.00
-17.2 107  0.01
-16.1 105 0.01
3.4 98  0.01
-7.0 102 0.01
3.0 99  0.00
-17.1 109  0.00
5.0 97 0.01
3.7 100  0.00
-3.8 101  0.00
-1.4 102  0.00
1.7 98  0.00
-16.7 105  0.00
-2.6 97  0.00
-5.1 102  0.00
-0.2 98  0.00
~5.2 99  0.00
-5.6 104  0.00
2.9 99  0.00
-5.2 96 0.00
-2.9 98  0.00
-2.0 99 0.00
~5.5 103  0.00
0.0 92 0.00
1.9 98  0.00
-11.0 102  0.00
~37.94 101  0.00
1.3 99  0.00
0.0 99 0.00
1.2 98  0.00
-2.7 99  0.00
-3.9 101  0.00
-4.2 100  0.00
2.2 98 0.00
~9.0 98  0.00
-9.5 104  0.00
~4.6 97 0.00
-4.1 99 0.00
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Evaluate Continuing Calibration Report

Data Path : J:\MS08\Data\2007_10\15\
Data File : 10150709.D

Acg On . 15 Oct 2007 14:41
Operator : SC

Sample . 25ng TO-15 CCV (CLOSING)
Misc : 820-09270703/520-10030704
ALS Vial : 1 Sample Multiplier: 1

Quant Time: Oct 15 15:07:20 2007

Quant Method : J:\MSO08\METHODS\R8100507.M

Quant Title : TO-15 Tekmar AutoCan/HP 6890/HP 5973 MSD
QLast Update : Sat Oct 06 12:55:19 2007

Response via : Initial Calibration

Min. RRF : 0.000 Min. Rel. Area : 50% Max. R.T. Dev 0.33min
Max. RRF Dev : 30% Max. Rel. Area : 200%
Compound AVgRF CCRF $Dev Area$% Dev(min)

52 T cig-1,3-Dichloropropene 0.520 0.549 -5.6 100 0.00
53 T 4-Methyl-2-pentanone 0.476 0.542 -13.9 103 0.00
54 T trans-1,3-Dichloropropene 0.478 0.512 -7.1 100 0.00
55 T 1,1,2-Trichlorocethane 0.302 0.312 -3.3 102 0.00
56 I Chlorobenzene-d5 (IS3) 1.000 1.000 0.0 95 0.00
575 Toluene-d8 (S8S2) 2.206 2.153 2.4 93 0.00
58 T Toluene 2.318 2.243 3.2 100 0.00
59 T 2-Hexanone 2.014 2.431 -20.7 110 0.00
60 T Dibromochloromethane 0.557 0.554 0.5 101 0.00
61 T 1,2-Dibromoethane 0.575 0.573 0.3 101 0.00
62 T Butyl Acetate 1.973 2.572 -30.4# 110 0.00
63 T n-Octane 0.806 0.870 ~-7.9 106 0.00
64 T Tetrachloroethene 0.533 0.505 5.3 100 0.00
65 T Chlorobenzene 1.373 1.330 3.1 100 0.00
66 T Ethylbenzene 2.658 2.659 -0.0 101 0.00
67 T m- & p-Xylene 1.754 1.745 0.5 102 0.00
68 T Bromoform 0.348 0.364 -4.6 103 0.00
69 T Styrene 1.363 1.4472 -5.8 101 0.00
70 T o-Xylene 1.879 1.901 -1.2 104 0.00
71T n-Nonane 1.731 2.068 -19.5 115 0.00
72T 1,1,2,2-Tetrachloroethane 0.889 0.926 -4.2 104 0.00
73 8 Bromofluorobenzene (SS3) 0.632  0.661 -4.6 99 0.00
74 T Cumene 2.272 2.292 -0.9 103 0.00
75 T alpha-Pinene 1.201 1.308 -8.9 102 0.00
76 T n-Propylbenzene 3.094 3.297 -6.6 106 0.00
77 T 3-Ethyltoluene 2.281 2.417 -6.0 105 0.00
78 T 4-FEthyltoluene 2.199 2.264 -3.0. 106 0.00
79 T 1,3,5-Trimethylbenzene 1.884 1.968 -4.5 108 0.00
80 T alpha-Methylstyrene 0.795 1.048 -31.8# 106 0.00
31T 2-Ethyltoluene 2.286 2.434 -6.5 108 0.00
82 T 1,2,4-Trimethylbenzene 1.877 1.956 -4.2 110 0.00
83 7T n-Decane 1.795 1.903 -6.0 108 0.00
84 T Benzyl Chloride 1.864 2.062 -10.6 102 0.00
85 T 1,3-Dichlorobenzene 1.028 1.053 -2.4 108 0.00
86 T 1,4-Dichlorobenzene 0.972 1.024 -5.3 108 0.00
87 T sec-Butylbenzene 2.510 2.688 -7.1 109 0.00
88 T p-Isopropyltoluene 1.915 2.094 -9.3 110 0.00
89 T 1,2,3-Trimethylbenzene 1.810 1.927 -6.5 109 0.00
S0 T 1,2-Dichlorobenzene 0.954 0.991 -3.9 111 0.00 , .o
91 T d-Limonene 0.648  0.905 -39.7# 108  0.00 ké/afg/{g(er‘*?
92 T 1,2-Dibromo-3-Chloropropane 0.305 0.361 -18.4 113 0.00 L /f
93 T n-Undecane 1.687 1.212 28.2 67 0.00 v /
94 1,2,4-Trichlorobenzene 0.595 0.440 26.1 76 0.00
95 T Naphthalene 1.756 1.133 35.5# 60 0.00
96 T n-Dodecane 1.368 0.839 38.7# 53 0.00
97 T Hexachloro-1,3-butadiene 0.380 0.320 15.8 87 0.00

(#) = Out of Range SPCC's out = 0 CCC's out = 0
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

01
02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

Client: TRC
Client Project ID: WDI

CAS Project ID: P2703044

Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified
Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13

Instrument ID:
Analyst: Chris Parnell
Sampling Media: ~ Summa Canister(s)
Test Notes:

Lab File ID: 10060701.D

Date Analyzed:

10/06/07

Time Analyzed: 11:38

1S1 (BCM) 1S2 (DFB) IS3 (CBZ)
AREA #|| RT #| AREA #|| RT #|| AREA #) RT #

24 Hour Standard 348743 12.60 1640045 15.53 736642 21.36
Upper Limit 488240 12.93 2296063 15.86 1031299 21.69
Lower Limit 209246 12.27 984027 15.20 441985 21.03
Client Sample ID

Method Blank 331028 12.58 1675700 15.52 736466 21.36
Lab Control Sample 336941 12.60 1666321 15.53 736323 21.36
Duplicate Lab Control Sample 342293 12.60 1653432 15.53 723450 21.36
WDI-VW29-1-9-27-07 336026 12.59 1645932 15.52 721668 21.36-
WDI-VW29-1-9-27-07 (Lab Duplicate) 343954 12.59 1658542 15.52 720867 21.36
WDI-VW29-5-9-27-07 343144 12.59 1646224 15.52 733833 21.35
WDI-VW29-D-9-27-07 334667 12.59 1625306 15.52 716539 21.36
WDI-VW61-S-9-27-07 325478 12.60 1639138 15.53 728567 21.36
WDI-VW61-1-9-27-07 338267 12.5 1661807 15.52 739402 21.36
WDI-VW61-D-9-27-07 340771 12.59 1651964 15.52 741096 21.36
WDI-VW61-DAC-9-27-07 338328 12.59 1675021 15.52 735352 21.36
WDI-VW25-9-27-07 344071 12.60 1640661 15.53 760985 21.36
IS1 (BCM) = Bromochloromethane
1S2 (DFB) = 1,4-Difluorobenzene
1S3 (CBZ) = Chlorobenzene-dS
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area

RT UPPER LIMIT = 0.33 minutes of internal standard RT

RT LOWER LIMIT = 0.33 minutes of internal standard RT

# Column used to flag values outside QC limits with an asterisk.

* Values outside of QC limits.

Verified by: it Date: i 11olo 1 65
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of |

Client: TRC

Client Project ID: WDI CAS Project ID: P2703044

Internal Standard Area and RT Summary

01
02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

Test Code: EPA TO-15 Modified

Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Lab File ID: 10070701.D

Analyst: Chris Parnell Date Analyzed: 10/7/07

Sampling Media: Summa Canister(s) Time Analyzed: 07:47

Test Notes:

IS1 (BCM) 1S2 (DFB) IS3 (CBZ)
AREA #|| RT AREA #|| RT AREA #|| RT #
24 Hour Standard 346611 12.60 1643136 15.53 728460 21.36
Upper Limit 485255 12.93 2300390 15.86 1019844 21.69
Lower Limit 207967 12.27 985882 15.20 437076 21.03
Client Sample ID
Method Blank 330641 12.58 1643711 15.51 720172 21.36
Lab Control Sample 341925 12.60 1637630 15.53 729858 21.36
Duplicate Lab Control Sample 334939 12.59 1617132 15.53 716214 21.36
WDI-VW25-9-27-07 (Dilution) 334055 12.60 1572183 15.52 720901 21.36
WDI-VW46-S-9-27-07 312288 12.60 1592854 15.53 708366 21.36
WDI-VW46-1-9-27-07 338185 12.58 1537520 15.52 721772 21.35
WDI-VW46-1-9-27-07 (Lab Duplicate) 332905 12.58 1561836 15.52 721127 21.36
WDI-VW-BLANKS-9-27-07 338922 12.58 1617588 15.51 718386 21.35
WDI-VW-BLANKS-9-27-07 325854 12.58 1593373 15.51 702596 21.36
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.
Verified by: (4300 Date: I valo 166
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page | of 1

Client: TRC

Client Project ID: WDI CAS Project 1D: P2703044

Internal Standard Area and RT Summary

01
02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

Test Code: EPA TO-15 Modified

Instrument ID: Tekmar AUTOCAN/Agilent 5975Binert/6890N/MS13 Lab File ID: 10080701.D

Analyst: Chris Parnell Date Analyzed: 10/8/07

Sampling Media: Summa Canister(s) ‘ Time Analyzed: 07:44

Test Notes:

IS1 (BCM) 182 (DFB) IS3 (CBZ)
AREA #|| RT #|| AREA #|| RT AREA #l| RT #
24 Hour Standard 331819 12.59 1615730 15.52 701822 21.36
Upper Limit 464547 12.92 2262022 15.85 982551 21.69
Lower Limit 199091 12.26 969438 15.19 421093 21.03
Client Sample ID
Method Blank 331239 12.58 1618264 15.51 700048 21.36
Lab Control Sample 335764 12.59 1611361 15.53 700691 21.36
Duplicate Lab Control Sample 332200 12.60 1615727 15.53 707667 21.36
WDI-VW46-S-9-27-07 (Dilution) 338075 12.58 1590863 15.51 717664 21.35
WDI-VW-BLANKS-9-27-07 323292 12.59 1539423 15.53 713510 21.36
WDI-VW-BLANKS-9-27-07 (Lab Duplicate) 325752 12.59 1544046 15.53 734083 21.36
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-dS
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.
Verified by: purt  Date: itlzlo 167
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

01
02
03
04
05
06
07
08
09
10
11
12
13
14
15
16
17
18
19
20

Client: TRC
Client Project ID: 'WDI

CAS Project ID: P2703044

Internal Standard Area and RT Summary

Test Code: EPA TO-15 Modified
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8
Analyst: Simon Cao

Sampling Media: ~ Summa Canister(s)
Test Notes:

Lab File ID: 10100702.D

Date Analyzed:

10/10/07

Time Analyzed: 09:33

IS1 (BCM) 1S2 (DFB) 1S3 (CBZ)
AREA #|| RT #]] AREA #|| RT #|| AREA #| RT #

24 Hour Standard 329035 9.06 1548794 10.99 869744 15.81
Upper Limit 460649 9.39 2168312 11.32 1217642 16.14
Lower Limit 197421 8.73 929276 10.66 521846 15.48
Client Sample ID

Method Blank 325964 9.04 1526044 10.98 841798 15.81
Lab Control Sample 291863 9.06 1396363 11.00 788295 15.82
Duplicate Lab Control Sample 314696 9.06 1486309 10.99 825918 15.81
WDI-VW-BLANKS-9-27-07 332170 9.04 1569429 10.98 857496 15.81
WDI-VW-BLANKS-9-27-07 (Lab Duplicate) 301025 9.04 1439385 10.98 796109 15.81
1S1 (BCM) = Bromochloromethane

IS2 (DFB) = 1,4-Difluorobenzene
1S3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area

RT UPPER LIMIT = 0.33 minutes of internal standard RT

RT LOWER LIMIT = 0.33 minutes of internal standard RT

# Column used to flag values outside QC limits with an asterisk.

* Values outside of QC limits.

Verified by: (£18%) Date: il 112107 1 68
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02
03
04
05
06
07
08
09
10
11
12
13
14
15
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COLUMBIA ANALYTICAL SERVICES, INC.

RESULTS OF ANALYSIS
Page 1 of 1

Client: TRC
Client Project ID: WDI CAS Project ID: P2703044
Internal Standard Area and RT Summary
Test Code: EPA TO-15 Modified
Instrument ID: Tekmar AUTOCAN/Agilent 5973inert/6890N/MS8 Lab File ID: 10150701.D
Analyst: Simon Cao Date Analyzed: 10/15/07
Sampling Media: Summa Canister(s) Time Analyzed: 08:33
Test Notes:
1S1 (BCM) IS2 (DFB) IS3 (CBZ)
AREA #| RT #|| AREA #|| RT #| AREA #|| RT #
24 Hour Standard 307951 9.06 1479825 10.99 857685 15.81
Upper Limit 431131 9.39 2071755 11.32 1200759 16.14
Lower Limit 184771 8.73 887895 10.66 514611 15.48
Client Sample ID
Method Blank 324783 9.04 1517289 10.98 844906 15.81
Lab Control Sample 286143 9.06 1366278 11.00 790450 15.81
Duplicate Lab Control Sample 332474 9.06 1570629 11.00 893197 15.81
WDI-VW46-1-9-27-07 (Dilution) 314657 9.04 1485833 10.98 825087 15.81
WDI-VW46-1-9-27-07 (Duplicate Dilution) 291124 9.04 1368612 10.98 758184 15.81
IS1 (BCM) = Bromochloromethane
IS2 (DFB) = 1,4-Difluorobenzene
IS3 (CBZ) = Chlorobenzene-d5
AREA UPPER LIMIT = 140% of internal standard area
AREA LOWER LIMIT = 60% of internal standard area
RT UPPER LIMIT = 0.33 minutes of internal standard RT
RT LOWER LIMIT = 0.33 minutes of internal standard RT
# Column used to flag values outside QC limits with an asterisk.
* Values outside of QC limits.
Verified by: td Date: 11 hi2dot 1 69
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nt ; Date/Time | File Name Sampie ID Misc info Operator | Vial | Gomment
il o207 3:05 | 082107210 Blank (100mi) System Check CH 1 -
- T2 o2/07 350 | 09210722.0 New 1.0L Can SPS (400mi) Cleaned and Filled 8/20/07 CH 13 -
_““f sl o/20/07 435 | 092107230 Can #1 (1000m1) Sonicated Vaive CH 14 - -
““.dj -~ :';; 9/22/07 5:23 | 09210724.D Can #2 (1000mi) New Valve CH 15
— At T, j 1] 9/24/07 9:24 [ 09240701.0 5ng TO-15 CCV STD $15-09100703/515-08240714 CH T P L g T
%/’u%}"' (s -*7}?;’/0?“ 5T ar2a07 10:19 | 09240702.0 0.5ng TO-15 RL Check $15-09100703/815-08240714 CH 1 ,/Jr?f; UA&;{ T
mwﬂanﬂ\ﬁ‘ My ~ 5| 9/24/07 11:02 | 09240703.D 25ng TO-15 MAPH CCV STD $15-02100703/815-08290702 CH 3 s T
. e y “ 4| 9/24/07 12:20 | 09240704.D CAS QC5 §/17/07 (1000ml) AC00786 CH 5 ﬂw: fr T /‘7//”1/;[/!'
L@qu 7 ~ 5 | 9/24/07 13:12 | 09240705.D 25ng TO-15 LCS $15-09100703/815-08230705 CH 2 fuss T
I T ~ g | 9/24/07 14:12 | 09240706.D 25ng TO-15 MAPH LCS $15-09100703/$15-08290704 CH - ¢ P I
@)Z Yg i T T | e2el07 1512 | 09240707 D P2702812-001 (100mi) I~ CH 8 |/he GU I \}x,mq,( @ b
pooee - . }‘ 8 | 9/24/07 16:02 | 09240708.0 P2702912-001 (1000ml) oo e T CH 8 ’ ”““ T
9/24/07 16:56 | 09240709.D0 P2702912-001 Dup (1000mi) S CH 3 f)«sg s ﬁ/«fﬁ e
| ¢ »?/24/0?18:00 09240710.D mEEI_ank (100mL L System Check - CH 1 R
s | o507 930 | 092507010 5ng TC-15 CCV STD $15-09100703/515-08240714 CH | s, o q?"_ N :-_:
&_—V T g | 9/25/07 10:47 | 09250702.D 0.5ng TO-15 RL Check $15-09100703/515-08240714 CH 1 f}a s
e T 3| g/25/07 12:02 | 09250703.D QC CAN/FC / Gauge (1000mf) $C00048 / 6Y-0.5-135 / AVGO0356 CH 3 b ELJ e
—‘—‘_ TUTTTTTT T 4 or25/07 13113 | 09250704.0 QC CAN/ FC / Gauge (1000mi) SC00916 / 6V-0.5-100 / AVGO0E51 CH 4 l;%/ [T
___7 “““““““““““““ 5 | 9/25/07 14:16 | 09250705.D Method Blank (1000mi) $15-09100703 cH Ry (’M T
m CUTTTITTTTTTTTTT 5 | /25007 14159 | 09250706.0 Blank (100ml) System Check CH 1
! J ’ 77 7| o2sio7 15:46 | 09250707.D 0.5ng TO-15 STD Check $15-09100703/515-09250711 " CH 1 e
—_ T 8| 9125007 17:29 | 09250708.0 QC CAN / COA / Gauge (1000ml) SC00800 / 6Y-0.5-035 / AVGOOB57 CH 2 f’"wﬁ T
F‘ - T T 9| 92507 18016 | 08250709.D QC CAN / COA / Gauge (1000mi) SC00434 / 6Y-0.5-084 / AVGO0704 CH Br=n e
i’?““ T T 40 9125007 19:03 | 09250710.0 QC CAN / COA / Gauge (1000mi) $C00411 / 6V-0.5-062 / AVGO0B17 CH 4 ij o - B
L T T 41| 2507 19:50 | 09250711.0| QG CAN/ COA / Gauge (1000mi) SC00548 / 6Y-0.5-036 / AVG00208 CH 5 | s (anr ot bocliamed By
— ST T a2 wi2mi07 20:37 | 09250712.D QC CAN / COA / Gauge (1000mi) SC00298 / 6V-0.5-004 / AVGO0E74 CH 8 | Ll T éufwf
B T T aa ! oisio7 2124 | 09250713.0 | QC CAN/ COA / Gauge (1000mi) SCO0414 / 6V-0.5-083 [ AVGO0160 CcH 7|l T
[ ST T 4] as07 22011 | 00250714.0 QC CAN / COA / Gauge (1000ml) SC00886 / 6V-0.5-013 / AVG0D586 CH 8 fms T -
Z““ T 45 o207 2257 | 09250715.0 QC CAN / COA /. Gauge (1000mi) SC00093 / 6V-0.5-083 / AVGO0646 CH o | Rl e
e T ~\_1_6_ 9/25/07 23:44 | 09250716.D QC CAN / COA / Gauge (1000ml) SCO0577 / BV-0.5-142 / AVGO0B57 CcH 10 ﬁMS T
— - !.7_ 9/26/07 0:31 | 09250717.D QC CAN / COA / Gauge (1000ml) SCO0459 / BY-0.5-092 / AVG00SE2 CH 13 ﬂ,‘_ o
— T Nia‘ 9/26/07 1118 | 00250718.0|  QC CAN/COA / Gauge (1000mi) | SCO0503/8V-0.5-075 / AVG00692 | CH 2 \f . R
— ST 8| wzei07 205 | 08250719.0 QC CAN / COA / Gauge (1000ml) SC00188 / 6-0.5-047 / AVG00556 CH 14|l e
— - LZ_OJ 9/26/07 2:52 | 09250720.D New 6L Can J. Simmons (1000ml) Cleaned 9/21/07  Filled 9/24/07 CH 15 e
- I 1 gresir 047 | 092607010 1.0ng TO-15 STD Check $20-08100703/S20-08250711 CH 1 ) )
— T 2| 92007 10:36 | 092607020 0.1ng TO-15 STD Check $20-08100708/520-09250705 cH 16
m o R 3| 92607 11:25 | 08260703.D 1.0ng TO-15 STD Check $20-09260707/520-09250705 CH 16
- } %] 9280071217 | 08260704.D 5ng TO-15 STD Check $20-09260707/520-09260706 CH 1
- N 3| 9026007 13:07 | 09260706.D Blank (100mi) System Check CH 1
T _\N‘_Su 9/26/07 13:51 | 09260706.D Biank (100mi) System Check CH 1
T 4/ e | 928007 14:42 | 082607070 25ng TO-15 BFB $20-09260707 CH 1
- e —. B 9026007 15:25 | 0u260708.0 0.1ng TO-15 ICAL STD $20-09260707/$20-09250705 CH 16
. g
. P - - e
,,,,,,, - — S . : e .
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Date/Time ’ File Name ’ Sample ID Misc info 1 Operator l Vial l Comment
9 | 9/26/07 16:08 | 09260709.D 0.5ng TO-15 ICAL STD 520-09260707/520-09250705 CH 16 /’f,{
T 10| 9/26/07 16:52 | 08260710.D tng TO-15 ICAL STD $20-09260707/520-08250711 CH 1 [ i /‘i@
i1 9/26/07 17:35 | 09260711.D 5ng TO-15 ICAL STD $20-09260707/520-09250711 CH 1 _IJ( &}'.»'MW—{ ' {;”z[!-
112 9/26/07 18:18 | 09260712.D 25ng TO-15 ICAL STD $20-09260707/520-08260706 CH 1 /
131 8/26/07 19:02 | 08280713.D 50ng TO-15 ICAL STD 520-09260707/520-08260706 CH 1
44| ©9/26/07 19:45 | 09260714.D 100ng TO-15 ICAL STD S$20-09260707/520-09260706 CH 1
15| ©9/26/07 20:28 | 09260715.D 25ng TO-15 ICV 820-09260707/820-09260704 CH 2 e
. - "~ — —
B - o - -




l ] Date/Time | File Name l Sampie 1D Misc Info Operator | Vial Comment ‘
B i 10/5/07 7:46 1005070«1}‘ Blank $20-09270703 WA 1 ‘
o “ 2 ] qosio7 832 | 100507020 25ng TO-15 CCV STD $20-09270703/520-09260708 WA 1| ke Tl
T 3| 1075/07 9:34 | 10050703. | 25ng TO-15 CCV STD §20-09270703/$20-09260708 WA 1 ¢ ‘
T 4 | orso7 16010 | 100507040 25ng TO-15 CCV STD $20-09270703/$20-10030704 WA 1 5
- 5 | 10/5/07 10:55 | 100507050 5ng TO-15 CCV STD §20-09270703/520-09250710 WA ¢ | (Prsial
- 6 | 10/507 11:32 | 10050706.D 5ng TO-15 CCV STD §20-09270703/520-09250710 WA 4 /"‘jmw‘Q,‘,M,ﬁ‘,’,LM '
- 7 | 105507 12:42 | 100507070 TO-15 Method Blank (1000mi) $20-09270703 WA 1 Ty p
T e | orsro7 12:48 | 10050708.0 25ng TO-15 LCS STD §20-09270703/520-09250718 WA 18 /0“”’ '
T g | orsso7 13:25 | 10050709.0 28ng TO-15 LCSD STD §20-09270703/520-09250718 WA 16 WDasied ‘
T o] orsio7 14:48 | 10050710.0 P2703066-001 (1000m) WA 5 f
T ] arsior 4527 | 100507110 P2703066-002 (1000m1) WA 6
T Tz 1ors07 16:08 | 10050712.0 P2703066-002 DUP{1000mI)} WA 6 @mm JV ''''
T sl 1wsi07 18:53 | 100507130 P2703066-003 (1000m!) WA 7 04 V
1 14| 105507 17:34 | 10050714.D P2703066-004 (1000mi) WA 8
bbbbb 145 105007 18:15 | 100807150 P2703066-006 (1000Mm() WA 9 7
o T 46 1015007 18:56 | 10050716.0 £2703066-008 (1000mi) wa 1 10 T
T 7 qors07 19:36 | 10050717.0 P2703086-007 (1000m1) WA " "
18| 10/5/07 20:17 | 10080718.D P2703086-008 (1000ml) WA 12 )
ST qa) 1orsra7 20:58 | 10050718.0 P2703066-008 {1000} WA 13
T 0l qosio7 2139 | 1ooso720D] - P2703066-010 (1000m) WA 14
T 2 q0isi07 22:19 | 100507210 P2703066-011 (1000mi) WA 15 .
T T aa] orsio7 23:00 | 10080722.0 P2703066-012 (1000mi} WA 3 )
| 23] 10/5/07 23:36 | 10080723.0 28ng TO15 CCV STD §20-00270703/S20-10030704 WA 1 7
10/6/07 0:12 | 10050724.0 26ng BFB STD §20-09270703 WA 1
10/6/07 0:49 | 10050725.D 0.1ng TO-15 ICAL STD $20-08270703/S20-08250706 WA 2 |-
10/6/07 1:25 | 10050726.D 0.5ng TO-15 ICAL STD §20-00270708/S20-09250710 WA 1o o
10/6/07 2:01 | 10050727.0 1.0ng TO-15 ICAL STD §20-09270703/520-09250710 WA 1 —
10/8/07 2:37 | 10050728.0 5.0ng TO-15 ICAL 5TD $20-09270703/520-09250710 WA 1 Pedar ,ﬁ‘rﬂo/i «{’0‘11\@, C“‘“p,
10/6/07 3:13 | 10050729.0 25ng TO-15 ICAL STD §20-09270703/520-10030704 WA 1 \E u oo
10/6/07 3:50 | 10050730.D 50ng TO-16 ICAL STD §20-09270703/S20-10030704 WA 1 ' — -
10/8/07 4:26 | 10050731.D 100ng TO-15 ICAL STD §20-09270703/S20-10030704 WA 1 o
10/8/07 5:02 | 10050732.D 28ng TO-16 ICV STD $20-09270708/520-08250718 WA 16 7
10/6/07 10:14 | 10050733.D 28ng TO-15 1CV STD §20-09270703/S20-10020704 WA 16 ) h
10/6/07 10:56 | 10050734.D 25ng TO-15ICY STD §20-09270703/520-10020704 WA 7
10/6/07 11:46 | 10050735.D 25 o8 checrSTD $20-08270703/520-092507§9 WA o
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D?f;;'—l'i-rﬁe File Name t Sample ID Misc Info Obérator Vial C;mment Date/Ti
211 10/5007 2:16 | 10040721.0 CAS QCAB 10/1/07 (400m) 15C00616 cH 6 B ﬁ;ﬁ"
22| 10/5072:58 | 10040722.D CAS QGAB 10/2/07 {400mi) 18C00560 cH 7 . %*%ZF
R B I I ) P
i | 1o/5/07 9:35 | 10050701.D 5ma TO-15 0OV STD 520-09260707/520-09250711 cH r ARTT
2 | 105507 10:20 | 10050702.D 25ng TO-15 MAPH CCV STD $20-09260707/520-10040702 cH 3 AR
3 | 10807 11:22 | 10050703.0 | TO-15/ MAPH Method Blank (1000mi) $20-09260707 CH 1 T oeor
4| 10/5007 12:13 | 10050704.0 25ng TO-15 LCS §20-09260707/520-08260704 CH 2 T o7
5 | 101507 12:57 | 10050705.0 25ng TO-15 MAPH LCS $20-09260707/520-08290704 cH 4 "ol tomor
.6 | 10/5/07 14:05 | 10050706.0 P2703030-001 (40mi) j CH 5 ol tomior
7 | 10/5/07 14:54 | 10050707.D Biank (100mi) System Check CcH T ol o
8 | 10/5/07 15:38 | 10050708.D Blank (100ml) System Check CH 1 T ol tomor
9 | 10/5/07 16:23 | 10050709.D P2703031-001 (1000mi) CH 8 T o omer
10| 10/5/07 17:06 | 10050710.D P2703031-001 Dup (1000m) CH & |/ T | 1070
11| 10507 17:49 | 10080711.D P2703091-001 (C.25ml) CH 1 T il tomnr
121 10007 18:33 | 10050712.0 P2703091-002 (8.0mf) CH 1 T ""'1—“’10/‘7' /57
13| 1055007 19:17 | 100507130 P2703031-005 (5.0mi) CH U (o Bl e S d v 0 ST e
[ 14] 10/si07 20:00 | 100507140 P2703030-006 (10m) CH 12 b r\[\g k‘.(‘)f Zi:: o —2——1—21—:%:‘
145| 10/5/07 20:44 | 10050715.0 Blank (100mi) System Check CH . ! ZER o TW
46| 105507 21:31 | 10050716.D P2703031-002 (1000m) cH 9 I oo
{47 1055007 22:18 | 10050717.D P2703031-003 (1000m) CH 10 R
18| 10/5/07 23:06 | 10050718.0 P2703031-004 (1000m) CH 11 R [y
49| 10/5/07 23:48 | 10050719.0 P2703031-005 (45ml) CH 12 Ry e
201 10/6/07 0:31 | 10050720.D Blank (100mi) System Check CH 1 Tm
21| 10/607 1:14 | 10050721.0 P2703030-003 (400ml) ﬁ cH 3 o i —1;—107770‘7“
22| 10/6/07 1:57 | 10050722.D P2703030-004 (400mi) cH 14 ooy
23| 10/6/07 2:40 | 10050723.D P2703030-002 (400m) CH 15 0 S P
24| 10/6/07 3:24 | 10050724.0 P2703030-002 Dl (40m)) CcH 15 | b [ ﬂ%',t/m@ (g:j N T;m
251 10/6/07 4:07 | 10050725.D P2703030-005 Dil (40mi) cH 16 oo
26| 10/6/07 4:50 | 10050726.D P2703030-005 (400mi) cH 16 ‘_: PR
27| 10/6/07 5:34 | 10050727.D Blank (100ml) System Check CH 1 -
28| 10/6/07 6:17 | 10050728.D Blank (100ml) System Check CH 1 R
29| 10/6/07 9:02 | 10050729.D New SPS 6L Can (1.0L) Cieaned 10/4/07 CH 5 - 2| 1o
I [ - ) _ T3 1008107
1| 10/6/07 11:38 | 10060701.0 25ng TO-15 CCV STD $20-09260707/820-09260706 Cop ! ey 1H el s 4 | 10807
2 | 10/8/07 12:36 | 10080702.D TO-15 Method Blank (1000mi) §20-09260707 cP 1 o B
3 | 10/8/07 13:22 | 10080703.D 25ng TO-15 LCS $20-08260707/520-09260704 cip 2 - S R
4 | 10/6/07 14:05 | 10080704.D 25ng TO-15 LCSD $20-069260707/520-09260704 cip 2 Lot SRS 7 omor
5| 10/6/07 15:07 | 10060705.D 1ng TO-15 CRQL Sid $20-09260707/520-09250711 cip 1 — o romor
6 | 10/6/07 16:02 | 10060706.D P2703044-002 (1000m) TRC WDI-VW28-1-8-27-07 (-2.9, 3.5) CJp 6 - - :—W
7 | 108107 16:45 | 10080707.D P2703044-002 Dup (1000m) TRC WDI-VW29--9-27-07 (-2.9, 3.5)]  CJP 6 | O I O P
g | 10/6/07 17:35 | 10060708.D P2703044-001 (1000m1) TRC WDIVW28-§-6-27-07 (-3.1,2.5))  CIP 5 L YN I
9 | 10/6107 16:19 | 10060709.D P2703044-003 (1000mi) TRC WDIVW29-D-9-27-07 (-2.1,3.8)|  CJP 7 ] , E—E‘;
10| 107607 19:02 | 10060710.0 P2703044-004 (1000m) TRC WDIVW61-8-6-27-07 (3.3, 3.5)|  CJP 8 - R R



Operator | Vial

J,Patemme { FilgﬂName l Sample ID Misc Info Co;nment
i1 10/6/07 19748 | 10060711.D P2703044-005 (1000ml) TRC WDI-VWB1-1-0-27-07 (-3.4. 3.5)|  CJP 9 o
12| 10/8/07 20:20 | 10080712.D P2703044-006 (1000mi) TRC WDI-VWE1-D-8-27-07 (-3.2, 3.5)|  CJP 10
13| to/6/07 21:12 | 10060713.D P2703044-007 (1000mi) TRC WDIVW20-DAC-9-27-07 (-3.6, 36)]  CJP 11
4| 10/6/07 2156 | 10080714.D P2703044-008 (100m) TRC WDI-VW25-9-27-07 (-3.6, 3.6) cP 12
45| 10/6/07 22:37 | 10060715.D 25ng TO-15 CCV STD $20-09260707/S20-09260706 cup S
6| 1078107 23:32 | 10060716.D Blank (100mi) $20-09280707 cp 1
171 107107 015 | 10060717.D P2703018-001 (1000mi) cop 5
7; 10/7/07 0:58 | 10060718.D P2703019-001 (1000ml) cJP 8 "
19| 10/7/07 1:42 | 10080719.D P2703019-002 (1000ml) cJP 7
o] f0/7i07 2:25 | 10060720.D P2703019-003 (1000ml) cip )
211 10707308 | 10080721.D P2703019-004 (1000mi) cup 9
-zz 1007007 3:52 | 10060722.D P2703019-004 Dup (1000ml) cupP 9 » ifcdf
oxt 10707 4237 | 10060723.D Blank (100ml) $20-09260707 cJP 1
24| 10/7/077:08 | 10060724.D Blank (100ml) $20-09260707 cup 1
1T woirior 747 | 100707010 25ng TO-15 CCV STD 520-09260707/S20-09260706 cap 1 3
2| tomo7es0 | 100707020 TO-15 Method Blank (1000ml) $20-09260707 cup 1 5
3| 10707 a4 | 100707030 25ng TO-15 LCS §20-09260707/$20-09260704 cJP 2 )
& 107107 10:33 | 10070704.D 25ng TO-15 LCSD $20-09260707/$20-09260704 cP 2 iy
5 | 10/7/07 12:00 | 10070705.D 1ng TO-15 CRQL Std $20-06260707/520-09250711 cop Ty
6 | 10/7/07 12:50 | 10070706.D P2703044-008 Dil (25mi) TRC WDI-VW25-9-27-07 (-3.6, 3.6) cop 5
7| 107/07 13:33 | 10070707.D P2703044-008 (1000mk) TRC WDI-VWAB-8-6-27-07 (-3.4, 3.6)|  CJP 6
8 | 107107 14:17 | 10070708.D P2703044-009 Dil (80ml) TRC WDI-VW46-5-9-27-07 (-3.4, 3.6)]  CJP 6
g | 10/7/07 15:00 | 10070709.D P2703044-010 (100ml) TRC WDI-VW46-1-6-27-07 (-3.6, 3.6)|  CJP 7
10| 10/7/07 15:44 | 10070710.D P2703044-010 Dup (100m) TRC WDI-VW46-1-9-27-07 (-3.6,3.6)|  CJP 7o\ e
111 10/7/07 168:27 | 10070711.D P2703044-011 (100mi) TRC WDI-VW46-D-8-27-07 (-14,3.7)|  CJP 8 !
121 107/07 17:10 | 10070712.0 P2703044-012 (1000ml) TRC WDI-VW-BLANKS:9-27-07 (-14.5,42)|  CJP g
13| 10/7/07 17:54 | 10070713.D P2703044-013 (1000mf) TRC WODI-VW-BLANKS-8-27-07 (-14.5,38)|  CJP 10
14| 10/7/07 18:37 | 10070714.D - P2703044-014 (1000ml) TRC WDIVW-BLANKS-9-27-07 (-14.5, 35} CJP 11 iy gl s {k ‘
15| 10/7/07 19:20 | 10070715.D 25ng TO-15 CCV STD $20-09260707/S20-09260706 cop 1 v !
1| 1058007 7:44 | 10080701.D | 25ng TO-15 CCV STD §20-09260707/S20-09260706 cJp 1 o
2| 10/8/07 8:46 | 10080702.D TO-15 Method Blank (1000ml) $20-09260707 cJP 1 ‘-
3| 10/8/07 9:42 | 10080703.D 25ng TO-15 LCS $20-09260707/520-09260704 CH 2
4| 10/8/07 10:29 | 10080704.D 25ng TG-15 LOSD $20-00260707/S20-09260704 CcH 2 o .
5| 10/8/07 11:19 | 10080705.D 1ng TO-15 CRQL STD $20-00260707/520-09250711 CH 1z
& 10007 12:47 | 10080706.0 P2703044-009 Dif (25m) TRC WDI-VWAB-8-6-27-07 (-3.4, 3.6) CH. 5 B
7| 10/8/0713:00 | 10080707.D P2703044-011 (400ml) TRC WDI-VWA46-D-9-27-07 (-1.4,3.7)]  CH 6
8| 10/8/07 13:43 | 10080708.D P2703044-011 Dup (400ml) TRC WDI-VW46-D-9-27-07 (-1.4, 3.7) CH 6
8| 105807 14:27 | 10080709.D P2703080-001 (40ml) CH Tl
01 1658/07 15:10 | 10080710.D P2703080-002 (1.0mi) cH 1 K BRI
1| 1007 1853 | 100807190 P2703080-002 (1.0ml) CH 1 ‘ b
121 1008707 16:38 | 10080712.D P2703081-002 (0.25ml) CH 1
131 100807 1722 | 10080713.D 25ng TO-15 CCV STD $20-09260707/S20-09260706 CcH T




File Name

Date/Time Sampie ID Misc info Operator | vig| ,COmmen{ |
1 10/8/07 8:08 | 10080701.0 28ng TO-15 CCV STD $20-09270703/520-10030704 WA By -2
2| 10/8/07 €:56 | 10080702.D TO-15 Method Blank (1000mi) $20-09270703 WA
3| 10/8/07 943 | 10080703.D 25ng TO-15 LCS STD $520-09270703/520-09250719 WA
1 4 | 10/8/07 10:43 | 10080704.D 25ng TO-15 LCSD STD S$20-09270703/520-08250719 WA
4‘ 5| 10/8/07 12:62 { 10080705.D 1ng TO-15 CRQL STD 520-09270703/520-09250710 WA
6 | 10/8/07 12:53 | 10080706.D P2703043-013 (1000m]) TRC WDLVWA2-AMB--26-07 (-3.8,3.6) WA
7 | 10/8/07 14:04 | 10080707.D P2703043-012 (1000ml) TRC WDI-VW42-D-9-26-07 (-4.2,3.5) WA 5
8 | 10/8/07 14:53 1 10080708.D P2703043-006 (3mi) TRC WD(«\/WS1»D-9—2@O7 (-2.6,3.5) WA 4 / H - r’: -
9 | 10/8/07 15:33 | 10080709.D P2703043-006 (50mt) TRC WDI-VW51-D-9-26-07 (-2.6,3.5) WA 8 '
10| 10/8/07 16:10 | 10080710.0 P2703043-006 DUP(50mi) TRC WDI-VW51-D-9-26-07 (-2.6,3.5) WA 6
11} 10/8/07 17:01 | 100807110 P2703043-009 (1000ml) TRC WDI-VW34--9-26-07 (-3.8,3.6) WA 8
121 10/8/07 17°41 | 10080712.0 P2703043-010 (1000mi) TRC WDI-VW34-D-9-26-07 (-3.8,3.6) WA 9
13 10/8/07 18:22 | 10080713.D P2703043-011 (1000mi) TRC WDI-VW42-5-9-26-07 (-3.6,3.5) WA 10
141 10/8/07 18:58 | 10080714.D 25ng TO-15 CCV (CLOSING) §20-09270703/S20-10030704 WA 1
Date/Time | File Name Sample ID Misc info Operator | Vial Comment
1] 10/9/07 9:25 | 10090701.D 25ng TO-15 CCV STD $20-09270703/820-10030704 SC 1
2 1 10/9/07 10:23 | 10090702.D TO-15 Method Blank (1000mi) $20-09270703 SC 1
3| 10/8/07 11:10 | 10090703.D ing TO-15 CRQL STD $20-09270703/820-09250710 SC 1
4 | 10/9/07 11:49 | 10090704.0 25ng TO-15 LCS STD §20-09270703/S20-08250719 SC 16 k4
5 | 10/9/07 12:25 | 10090705.D 25ng TO-15 LCSD STD $20-08270703/320-09250719 SC 16
6 | 10/9/07 13:54 | 10090706.D P2703043-007 (50ml) TRC WDI-VW51-DAC-9-26-07 (-2.5,3.5} SC 7
7 1 10/9/07 14:31 | 10090707.D P2703043-007 DUP(50mI) TRC WDI-VW51-DAC-9-26-07 (-2.5,3.5) SC 7
8 | 10/9/07 15:14 | 10090708.0 P2703043-002 (25ml) TRC WDI-VW30--9-26-07 (-2.6,3.5) SC 8
g | 10/8/07 16:00 | 10090709.D 25ng TO-15 CCV (CLOSING) §20-09270703/S20-10030704 SC 1
10( 10/8/07 16:56 | 10090710.D P2703065-001 (1000ml) SC 2
111 10/9/07 17:37 | 10090711.D P2703065-002 (1000m}) SC 3
12 10/9/07 18:17 | 10090712.D P2703065-003 (1000ml) sC 5
11 10/10/07 8:57 | 10100701.D 25ng TO-15 CCV STD S20~09270703/820~10030704 SC 1
21 10/10/07 9:33 | 10100702.D 25ng TO-15 CCV 8TD $20-09270703/S20-10030704 SC 1
3 110/10/07 10:35| 16100703.0 CAS CAN QC SC00025 SC 8
4 110/10/07 11:11f 10100704.0 1ng TO-15 CRQL. STD $520-09270703/820-09250710 SC 1
5 110/10/07 12:01| 10100705.D 25ng TO-151.CS STD $20-09270703/S20-09250719 SC 16 }'
6 {10/10/07 12:46] 10100706.D 25ng TO-15 LCSD STD $20-09270703/$20-09250719 SC 16 i,
7 | 10/10/07 13:47] 10100707.D P2703044-014 (1000ml) TRC WDLVW-BLANKS-9-27-07 (-14.5,5.3) SC 2
8 [10/10/07 14:29] 10100708.0 P2703044-014 DUP(1000m!) TRC WDI-VW-BLANKS-9-27-07 (-14.5,5.3) scC 2 ‘ 7;!:7/4;% :
9 {10/10/07 15:07| 10100709.D 25ng TO-15 CCV (CLOSING) $20-09270703/S20-10030704 SC 1 ;
101 10/10/07 15:56| 10100710.D 5ng TO-15 CHECK STD $20-09270703/520-09250710 SC 1 ‘..;,
11110/10/07 16:32] 10100711.D P2703076-010 (50ml) SC 14
12110/10/07 17:09( 10100712.D P2703078-005 (200ml) SC 9
13 110/10/07 17:48] 10100713.D P2703076-005 (50ml) SC 9
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r Date/Time | File Name Sample 1D Misc Info Operator | Vial l A Comment—]
] 11] 1012007 18:51 | 101207110 P2703111-006 (250mi) sc P ’ e R
[ 12| 10/12/07 17:27 | 10120742.D P2703111-006 DUP(250mi) sc 15 }gj[:,;;;%' ST T
131 10/12/07 18:04 | 10120713.D P2703111-009 (500mi) sSC 9 | T T
‘ 14| 10/12/07 18:40 | 10120714.D Blarik (200mi) Rinse sc 1 T — T
15| 102707 19:21 | 101207150 P2703111-017 (1000ml) sC 14 B S
| e
Date/Time | File Name Sample lDﬂ Misc info Operator | Viatl Comment B
1 | 10/15/07 8:33 | 10150701.D 25ng TO-15 CCV STD $20-00270703/S20-10030704 sC | Prssed Tery T e T
2 | 10/15/07 9:39 | 10150702.D TO-15 Method Blank (1000mi) $20-09270703 sSC 1 T T e T
3 110/15/07 10:27] 101507C3.D 1ng TO-15 CRQL STD $20-00270703/$20-09250710 sc 1 1
4 |10/15/57 11:20] 10150704.D 25ng TO-15 LCS STD $20-09270703/520-09250719 sC 16 <
5 110/15/07 11:59] 10150705.D 25ng TO-15 LCSD STD $20-09270703/520-09250719 sC 16 v T
jfi_ 10115007 12:37 10150706.D P2703044-010 Dl (25ml) TRC WDI-VWA46-1-6-27-07 (-3.6,3.6) sc | G bl e T
7 112/15/07 13:13] 10150707.D P2703044-010 Dil (5mi) TRC WDI-VW46-1-9-27-07 (-3.5,3.6) sC 4 T T
8 110/15/07 13:58] 10150708.D P2703044-010 Dup DIl (5ml) TRC WDI-VW46-1-9-27-07 (-3.6,3.6) sC ¢ | Passich o SO
‘9 | 10/15/07 14:41| 10150709.D 25ng TO-15 CCV (CLOSING) $20-09270703/520-10030704 sC 1 Resccuel -
10{10/15/07 15:25| 10150710.D Blank (200mi) $20-10110701 sC 1 L - V
. “ 11]10/15/07 16:16| 10150711.D 25ng BFB STD $20-10110701 sC 1
| 121015107 16:52| 101507120 0.1ng TO-15 ICAL STD $20-10110701/520-09250706 sc 2
| 13]1015/07 17:28| 101507130 0.5ng TO-15 ICAL STD §20-10110701/520-10030709 sc 1
[14 110115107 18:04] 10150714.D 1.0ng TO-15 ICAL STD $20-10110701/520-10030709 sc 1
15|10/15/07 18:40| 10150715.D 5.0ng TO-15 ICAL STD §20-10110701/520-10030709 sC 1
16{10/15/07 19:16| 10150716.D 25ng TO-15 ICAL STD §20-10110701/820-10030704 sC 1
17| 10/15/07 19:52| 10150717.D 50ng TO-15 ICAL STD $20-10110701/S20-10030704 sc 1 T
181 10/15/07 20:28| 10150718.D 100ng TO-15 ICAL STD 520-10110701/S20-10030704 sC | T
19|10/15/07 21:04| 10150719.D 25ng TO-15 ICV STD $20-10110701/520-10090705 sC 16 - o B
20| 10/16/07 9:42 | 10150720.D 0.5ng TO-15 ICAL STD §20-10110701/520-09250706 sC 2 ’:ﬂ_’j: 77777




Columbia Analytical Services, Inc.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07543
Quality Control Analyzed: 13-Sep-07
Cleaned: 08-Sep-07

Quality Control Analyzed on Container: SC00628

Container IDs
SC00054
SC00848
SC00626
SC00372
SC00060
SC00002
SC00030
SC00420
SC00071
SC00628
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Columbia Analytical Serviees, Inc.

~ Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION

Quality Control Results:
Quality Control Batch ID:
Quality Control Analyzed:
Cleaned:

SC00659
SC00425
SC00598
SC00061
SC00570
SC00188
SC00239
SC00673
SC00938
SC00182

Container IDs

PASS
07562
14-Sep-07
13-Sep-07

Quality Control Analyzed on Container: SC00938
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Columbia Analytical Services, Ine.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07571
Quality Control Analyzed: 18-Sep-07
Cleaned: 14-Sep-07

SC00663
SC00650
SC00191
SC00097
SC00299
SC00870
SC00822
SC00740
SC00334
SC00431

Container IDs

Quality Control Analyzed on Container: SC00822
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Columbia Analytical Services, Ine.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07424
Quality Control Analyzed: 17-Sep-07
Cleaned: 02-Aug-07

SC00122
SC00746
SC00718
SC00464
SC00648
SC00573
SC00826
SC00637
SC00159
SC00109

Container IDs

Quality Control Analyzed on Container: SC00648
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Columbia Analytical Services, Inc.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07586
Quality Control Analyzed: 26-Sep-07
Cleaned: 20-Sep-07

SC00627
SC00210
SC00950
SC00027
SC00949
SC00131
SC00717
SC00811
SC00930
SC00777

Container IDs

Quality Control Analyzed on Container: SC00131
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Columbia Analytical Services, Inc.
Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION

Quality Control Results: PASS
Quality Control Batch ID: 07421
Quality Control Analyzed:

Cleaned: 01-Aug-07
Quality Control Analyzed on Container:

Container IDs
AC00767
AC00817
AC00266
ACO01143
AC01271
AC01467
AC01079
AC00718
AC00919
AC00985
AC00697
ACO01155
ACO01304
ACO01385
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Columbia Analytical Services, Inc.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION
Quality Control Results: PASS
Quality Control Batch ID: 07429
Quality Control Analyzed: 10-Aug-07
Cleaned: 04-Aug-07

Container IDs
ACO01258
AC00822
AC00731
AC00412
ACO00723
ACO01044
ACO01117
AC00076
AC00517
ACO01346
ACO01373
ACO01010
ACO01197
AC00836

Quality Control Analyzed on Container: AC01197
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Columbia Analytical Services, Inc.

Air Quality Laboratory
An Employee Owned Company

QC CERTIFICATION

Quality Control Results:
Quality Control Batch ID:
Quality Control Analyzed:
Cleaned:

Container IDs
ACO01464
AC01237
AC01090
AC00792
AC01208
AC01309
AC00458
AC00629
ACO01213
AC00585
AC01421
ACO01264
AC01370
AC01052
AC00943
AC01051

PASS
07422

11-Aug-07
01-Aug-07

Quality Control Analyzed on Container: AC01421
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Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: TRC Work order: P2703044
Project: WDI
Sample(s) received on: ~ 10/01/07 Date opened: 10/01/07 by: MZ

Note: This form is used for all samples received by CAS. The use of this form for custody seals is strictly meant to indicate presence/absence and not as an indication of

compliance or nonconformity. Thermal preservation and pH will only be evaluated either at the request of the client or as required by the method/SOP.

Yes No NA
1 Were sample containers properly marked with client sample ID? | O
2 Did sample containers arrive in good condition? O O
3 Were chain-of-custody papers used and filled out? O O
4 Did sample container labels and/or tags agree with custody papers? O O
5 Was sample volume received adequate for analysis? O |
6  Are samples within specified holding times? | [l
7 Was proper temperature (thermal preservation) of cooler at receipt adhered to? O O X
Cooler Temperature NA °C
Blank Temperature NA °C
8  Were custody seals on outside of cooler/Box? O O
Location of seal(s)? Sealing Lid? [ O
Were signature and date included? O O
Were seals intact? O O
Were custody seals on outside of sample container? O (]
Location of seal(s)? Sealing Lid?  [J O
Were signature and date included? O O
Were seals intact? O O
9 Is pH (acid) preservation necessary, according to method/SOP or Client specified information? O |
Is there a client indication that the submitted samples are pH (acid) preserved? O O
Were VOA vials checked for presence/absence of air bubbles? O [
Does the client/method/SOP require that the analyst check the sample pH and if necessary alter it? O O
10 Tubes: Are the tubes capped and intact? O O
Do they contain moisture? O O
11 Badges: Are the badges properly capped and intact? | O
Are dual bed badges separated and individually capped and intact? O O

P2703044-001 NA
P2703044-002 NA
P2703044-003 NA
P2703044-004 NA
P2703044-005 NA
P2703044-006 NA
P2703044-007 NA
P2703044-008 NA
P2703044-009 NA
P2703044-010 NA

Explain any discrepancies: (include lab sample ID numbers):

ob
o
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Columbia Analytical Services, Inc.
Sample Acceptance Check Form

Client: TRC Work order: P2703044
Project: WDI
Sample(s) received on: ~ 10/01/07 Date opened: 10/01/07 by: MZ

P2703044-011 NA
P2703044-012 NA
P2703044-013 NA
P2703044-014 NA

186
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